Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01119 Calib. Date: 07/28/2011 Calib. No.: 00017
Certification File No.: 01120 Cert. Date: 07/28/2011 Cert. No.: 00014
Linearity File No.: 01121 Lin. Date: 07/28/2011 Lin. No.: 00014
Solution File No.: 01122 Soln. Date: 07/28/2011 Soln. No.: 00111
Sequential File No.: 01122 File Date:  07/28/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 83-0339
Control Solution %:  0.100% Expires:  10/04/2012
Solution Control Lot:  10J083 " Bottle No.: 1183
Function Result Time Temperature Comment(s)
TBBAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 14:40D
Control 1 EC 0.100% 14:41D 34.0°C #*Fk TEST PASSED %%
Control 1 IR 0.101% 14:41D 34.0°C ##+ TEST PASSED %%
Ambient Air Blank 0.000% 14:41D
Control 2 EC 0.100% 14:42D 34.0°C Fxk TEST PASSED *%%
Control 2 IR 0.099% 14:42D 34.0°C *#+% TEST PASSED %%
Ambient Air Blank 0.000% 14:43D
Control 3 EC 0.100% 14:43D 34.0°C #+% TEST PASSED *#*
Control 3 IR 0.102% 14:43D 34.0°C ¥k TEST PASSED #*
Ambient Air Blank 0.000% 14:44D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Tgmpem/We ldbe Serial fomber: DPuTrI— 137

Changed By:
Last Name: SULLIVAN First Name: FRANCIS MI: -

— . #,‘ Badge No.: 5103
Signature: /’p/ J,J MMZM /03 Date: 07/28/2011




Alcotest 7110 Calibration Certificate
Part I - Control Tests

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
-Calibration File No.: 01119 Calib. Date: 07/28/2011 Calib, No.: 00017
Certification File No.: 01120 ' Cert. Date: 07/28/2011 Cert. No.: 00014
Linearity File No.: 01085 Lin. Date:  06/16/2011 Lin. No.: 00013
Solution File No.: 01117 Soln. Date: 07/22/2011 Soin, No.: 00110
Sequential File No.: 01120 File Date:  07/28/2011
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN $3-0339
Control Solution %:  0.100% Expires:  06/14/2012
Solution Control Lot:  10F080 Bottle No.: 0919
Funciion Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 13:05D
Control 1 EC 0.100% 13:06D 34.0°C Fk TEST PASSED *%%
Control 1 IR 0.100% 13:06D 34.0°C *#% TEST PASSED ##%
Ambient Air Blank 0.000% 13:06D
Control 2 EC 0.100% 13:07D 34.0°C **% TEST PASSED %%
Control 2 IR 0.099% 13:07D 34.0°C ##k TEST PASSED ##%
Ambient Air Blank 0.000% 13:08D
Control 3 EC 0.100% 13:08D 34.0°C ¥*k TEST PASSED %
Control 3 IR 0.100% 13:08D 34.0°C #4* TEST PASSED ##*
Ambient Air Blank 0.000% 13:09D

All tests with a(ggegngle tolerance, i
41 g

B -

Coordinator %, "
Last Name: SULLI%

Ba dgﬁNo 5103 4
07/2872011

Signature:
/i
Cark gulation £ . 43:51, Tamaduly
appointed Breath fest Coox%f afs 5 tfici i id consistent with
"Calibration Check P ForAlc O ag lished ief:Forensic Scientist of

the Division of State % rfostn’ cat 167G, g 1 struments employing

infrared analysis and el
dual system of chemical ’axth :Qnm%ient }l’{ the current "Calibration
%F ggn‘sm Scientist, I performed a

iwrcértificate.  The results of my

Check Procedure for Alcot 5
Calibration Check on the a _

f two parts on two pages: Part
1 - Control Tests; and Part II - Ligeari ~T-eertify-thatt yregoing statements made by me
are true. | am aware that if any o ade by me are wilfully false, I am
subject to punishment. '

R




Alcotest 7110 Calibration Record

Equipment Alcotest 7110 MKIIH-C

Location: PENNSAUKEN TWSP. P.

Calibration File No.: 01119
Certification File No.: 01084
Linearity File No.: 01085
Solution File No.: 01117
Sequential File No.: 01119

Calibrating Unit: WET
Control Solution %: 0.100%
Solution Control Lot: 10F080

Coordinator
Last Name: SULLIVAN

D.
Calib. Date: 07/28/2011
Cert. Date:  06/16/2011
Lin. Date: 06/16/2011
Soin. Date: 07/22/2011
File Date:  07/28/2011

Model No.: CU-34

First Name: FRANCIS

Signature: 7}3/ T j Mﬂ@n#ﬂ Oj

*Black Key Temperature Probe Serial

Serial No.:

Calib. No.:
Cert. No.:

Lin, No.:

Soln. No.:

Serial No.:

Expires:

Bottle No.:

Badge No.:

Date:

ARUM-0066

00017
00013
00013
00110

DDUN $3-0339
06/14/2012
0919

MI: -
5103
07/28/2011

.............................. & ppmpE FI-000 2]

*Digital NIST Temperature Measuring System Serial.....# /0/733532 a2f

infrared analysis and el
dual system of chemical '
Check Procedure for Alcot“%‘g{;
Calibration Check on the appro;

I - Control Tests; and Part II - Lt
are true. | am aware that if any o
subject to punishment.

' sgof%approveggstruments employing
ﬁed ina smgl@’approved 1nstrument asa

e foregoing statements made by me
iade by me are wilfully false, I am




Equipment
Location:
Calibration File No.:

Certification File No.:

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Calibrating Unit:
Control Solution %:;

Solution Conirol Lot:

Calibrating Unit:
Control Solution %:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Ajr Blank
Control 3 EC
Control 3 IR
Ambient Air Blank
Control 4 EC
Control 4 IR
Ambient Air Blank
Control 5 EC
Control 5 IR
Ambient Air Blank
Control 6 EC
Control 6 IR
Ambient Air Blank

All tests within acceptable tolerance,

Coordinator

Alcotest 7110 Calibration Certificate
Part II - Linearity Tests

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.

01119
01120
01121
01117
01121

WET
0.040%
10A073

WET
0.080%
10A074

WET
0.160%
10A075

Last Name: SULLIVAN

Signature: Tf«’ __:-) M/ﬁ%oj

Result
%BAC
0.000%
0.040%
0.041%
0.000%
0.040%
0.041%
(.000%
0.080%
0.082%
0.000%
0.081%
0.080%
0.000%
0.160%
0.161%
0.000%
0.160%
0.160%
0.000%

Calib. Date: 07/28/2011
Cert. Date: (7/28/2011

Lin. Date: 07/28/2011
Soln. Date: 07/22/2011
File Date:  07/28/2011
Model No.: CU-34
Model No.: CU-34
Model No,: CU-34
Time Temperature
HH:MM Simulator (°C)
13:21D

13:22D 34.0°C
13:22D 34.0°C
13:23D

13:24D 33.9°C
13:24D 33.9°C
13:25D

13:26D 34.0°C
13:26D 34.0°C
13:27D

13:28D 34.0°C
13:28D 34.0°C
13:29D

13:30D 33.9°C
13:30D 33.9°C
13:31D

13:32D 33.9°C
13:32D 33.9°C
13:34D

First Name: FRANCIS

Serial No.: ARUM-0066
Calib. No.: 00017

Cert. No.: 00014

Lin. No.: 00014

Soln. Neo.: 00110

Serial No.: DDWF $3-0215
Expires:  01/12/2012

Bottle No.: 0433

Serial No.:
Expires:  01/15/2012
Bottle No.: 0841

Serial No.:
Expires:  01/21/2012
Bottle No.: 0990

Comment(s)
or Error(s)

#4% TEST PASSED sk
#4% TEST PASSED ##%

##% TEST PASSED ik
4% TEST PASSED ##%

##% TEST PASSED %%+
#k TEST PASSED ##+

#4% TEST PASSED
o0k TEST PASSED ##k

*#+ TEST PASSED #*
##+ TEST PASSED ##k

%k TEST PASSED #
#4k TEST PASSED %+

MI: -

Badge No.: 5103
Date: 07/28/2011

DDXD $3-0193

DDWF 83-0241




Alcotest® 7110 MKII-C

CERTIFICATE OF ACCURACY

This is to certify that the Alootest 7110 MIKIIFC has been tested for accuracy and found to ba in compliance |
with the National Highway Traffic Safety Administration Standard for evidantial breath testing devices.
The Alcotest MKIIC is compliant a8 a "mobile” and *nonmabie” EBT wath 43 FR 48854, 49 FR 48864 and 58 FR 48705.
The manufacturer recommends accucacy verikication of this nstrument within 12 months
of the calibration date below, or sooner, according to your State Specifications,

Certification Date: SERIAL NUMBER:

AL 7 ALt - pog

Draeger Safety Diagnostics, Inc.




/ | Drdger
CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies thet the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to ca'ibrate Evidential Breath Testers.
(F.R. Vol. 58 No. 244 12/19/94 Notices)

Diraeger Safety Diapnostics, Inc.

m&: ALCOTEST®CU34

O Model: MARK HTA

O Other: MW NS2-0339

h 4

Serial Number:

Certification Date Technician Re-Certification Due Date
e ‘. 71 "‘—- !{ -
& w ; Racyis e

(=

ALCOTEST® 7110 TEMPERATURE PROBE

CERTIFICATE OF ACCURACY

This is ic certify that the Alcolest® 7110 Temperature Probe has been tesied for accuracy
with instrumentation that is tracesbie to the National institute of Standards and Technalogy {NIST).

The manufacturer recommends accuracy verification of the Temperature Probe
within 12 months of the certification date beiow, or sooner, according to your State Specification.
For accurate lemperaturs readings, the probe value on this certificate, noted below,
must be programmed irto the Alcotest® 7110.

Serial Number Temp. Probe erfification date: Nexi Certification due:

N T P27 139 A1 Fh-12

Probe Value

Draeger Safely Diagnostics, Inc.
Technicai Service Department




Sitate of Mo Jevsey

OFFCE OF THE ATFORNEY (RNERAL

v aND PUBLIC SAFETY PaaAaT.Dow
Criess OFF 1 Dsrgzrgﬁ:g};?tszg PGUCE Attorney General
g Post Omice Box 7063 _
KM GUADAGRO Weer Trewmon M3 (86728-0063 - COLONEL jos::} Fuswn:s :
Lt. Governar {605} 2322000 Superintendent

CERTIFIC TION OF ANALYSIS
816 PERCENT BREATR 1070201 SPAULATOR 5 OLUTION

ACCEPTANCE SPECIFECATIONS FOR BRRATE ALCOE0CL SIMULATOR SOLUTION: Ethyl alcoho!
concentration wihim, but not excesding, the rangz 0f6.117 100, 125 groms per 100 milliliters of sofetion.

| MANGFACTURER: Dracgsr Safety, jre. ’ ANALYSZS DATE: 19222010

BREATH ALCOHOL SRVIULATOR SOLYTION LOT NUMBER: 103083
Representative semples of the above-referenced Lot Humber were tesied by Gas mgaphy and found to have
2 mean ethyt alcohol concentration range of 01371 10 ¢ 1127 grams por 100 TNk ers of schution.
This lot of breath: alcohol simmlaor suhutios may oe atitz=g 25 6 known tracesble sundard tor the purpose of -
conducting perodic tests, p’mntsto-l"ﬂlk-.cr!&:i‘:,—?..—f.r; sfapuroved breath lest gmaments (N IAC. 13:51-3.5) 7
utilized by law caforcement agencies i this State. The manufactner's expirztion dat: for this lotof treath alcoliol
siomiator sotation is Ociober 4, 2012, :

As Assistant Chief Foreusic Scientist of the Divizion of Szt Polive, | hereby centify and attest that the tests and
resulis documented 3n this Cextificate of Agalyeis were performed at my direction and undes my supexvision by '
persornel of, and i, the Office of Fotensic Sciences of the Division of State Pelice o propexly fmctioning and
calibrated instruments and equipment. All proczdures utilized are aoourate, objective, and performed on a routine
basis by persomel within the Office of Fovensiz Scisncer, in accordapsz with their crofessicnal duties and
responsibilities. : .

nneth W. Kavfalek, M.5.
Asuistary Chief Forensic Scientist
Drivision of State Police

VN

and subscﬁbcdmﬁs% dav of _ﬁﬂ)&m&ﬂm] 0.

My Corrission MMu

New Jersey ks An: Egaol Grporinsly Emplaysr
Privded vz vyl Pasir axd Rarpcinile
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ALCOTEST® 7110 TEMPERATURE PROBE

_ CERTIFICATE OF ACCURACY

This is to certify that the Alcotest® 7110 Temperature Probe has been tested for accuracy
with instrumentation that is traceable to the National Institute of Standards and Technology {NIST).
The manufacturer recommends accuracy verification of the Ternperature Probe
within 12 months of the certification date below, or sconer, according to your State Specification.
For accurate temperature readings, the probe value on this certificate, noted below, -

must be programmed into the Aléotest® 7110,

>

D

X

©

¢

P

©

X

(Q

Serial Number Temp. Probe Certiiication date: Next Cerlification due: x
omB Pl- 0002 Febiuary 7, 2011 February 7, 2012

Q]

Probe Value x
Draeger Safety Diagnostics, Inc, \/ 7

LOZ. Technical Sen?ce Départment e @ ;
N

¢
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Calibration complies with 1SO 9001
w2 ISO/IEC 17025 AND ANSI/NCSL Z540-1
Ll Calivatan Cert. No.: 4000-2966287

Ceriifcale No. 1760.01
Traceable® Certificate of Calibration for Digital Thermometer

E

“,

Manutactured for and distributed by: VWR intemational. P.O. Box 2158, Secaucus, NJ 07094 U.SA.

Instrument identification:
Model: 61220-601 SiN: 101733532 Manufacturer Control Company
Standards/Equipment: o - T
Description Serial Number Due Date NIST Traceable Reference
Temperaiure Calibration Bath TC-179 A45240
Thermistor Module A17118 11416110 ASB21010
Temperature Probe 128 121010 ASB23079
Temperature Calibration Bath TC-231 A79341
Temperature Probe 3039 1211010 A9B23080-1
Temperature Calibration Bath TC-218 A73332
Thenmistor Module A27120 7109/10 1000264338
Temperature Probe 5202 3im BO310050
Temperature Calibration Bath TC-258 B01375
. Temperature Probe L 157 727110 A9708011-4
Certificate Information:
Technician: 104 Procedure: CAL-06 Cal Date: 6/08/10 Cal Due: 6/08/12

Test Conditions: 24 .0°C 42.0%RH 1015 mBar
Calibration Data: (New Instrument)

Unit(s) Nomirial As Found In Tol Neminal As Left In Tol Min Max +U TUR
"G NA. 0.002 -0.002 Y -0.048 0.052 0.013 3.81
°C N.A. 24999 25.000 Y 24949 25.049 0.013 3.81
°C N.A, 60.001 60.002 Y 59,951 €0.051 0.018 281
*C N.A, 100001 100.001 Y 99951 100.051 0.3 381

This instrument was calibrated using Instruments Traceable to Nationat Institute of Standards and Technology.

A Test Uncertainty Ratio of al least 4:1 is maintainad uniess otherwise sialed and i eaiculated using the axpanded measuremsnt unooartainty, Uncertalnly evaluation includes the instrument under
test and is calculated in accordance with the IS0 "Guida to the Expression of Uncertainly 1t Measurement” {GUM). The tuncartainty representa an expanded uncirtainty using 8 coverage factor =2
o approximate a 35% conhidence level. In tolerance conditions zre based on test resulls faling within spocified Emits with no reduction by the uncertainty of the measuremant. The results condainad
heremrelateontymmnuncauh-ammmwmammmmmhmmeﬁsnmmdcmcmm.

Mommal=Standant's R s As Left=l n's Resding; In Tol=in Tolerance; MinMaxsAsceptance Range; st ded M t L nty; TUR=Tesl Uncestainty Rafio;
Acairacy=#{Max-Min}¥2; Mh NominalRounded) - Tolersnce;  Max = Nomina{Rounded) + Telerance, Date=MMD

MZM% Witkass

Nicof Ho;'lrigusz. Quality Managar Wallaco Bey, Technical Manager

Maintaining Accuracy:

In our apinion once calibrated your Digital Thermomedear should maintain its aceuracy, There is no axact way to datermine bow long calibration will ba maintained. Digital T s change
litle, i ary at all, but can be affected by aging, temperature, shock, and contamination,

Recalibration:
For factory calibration and re-certification ble to Natienal institute of Standards and Tedhnology contact Control Company.

CONTROL COMPANY 4455 Rex Road  Friendswood, TX 77546 USA
Phone 281 4821714  Fax 281 482-9448  service@control3.com www.control3.com

Central Campany is an IS0 $7025:2005 Caliwation Laboratory Accradited by {AZLA) American Association for Laboraiory Accreditation, Certificate No. 1750.01.
Contral Company is IS0 9001;2008 Qually Certified by (DNV) Det Norske Veritas, Cerlificate No. CERT-01805-2006-AQ-HOU-ANAS.
Intarnational | abacmiory Accreditation Cooperation (_ILAC) - Multilateral Recognition Amangement (MRA).

Page Jof | Traceable® is a regi: d trademark of Control Company 2009 Contecd Conpany




CERTIFICATE OF ACCURACY

M

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with Nationzl Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
( (F.R. Vol. 59 No. 249 12/19/94 Notices) )

Draeger Safety Diagnostics, Inc.

O Model: MARK HA
O Other: DOWFS3 =p24)

Certification Date Techsician Re—C_crtiﬁcation Due Date

February 7, 2071 Q iz Fehruary 7, 2012

- - @ ‘
I (¥ Model: ALCOTEST® CU34 Sorial Number: | |
L ] @ ;




i

Drager

CERTIFICATE OF ACCURACY

This Certificate of Accuracy verifies that the specified unit has been examined
and found 1o be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
(F.R. Vol. 59 No. 249 12/19/%4 Notices)

,\

Draeger Safety Diagnostics, Inc.

@ Model: ALCOTEST® CU34 . '
. Serial Number: 7

y_\

(O Modei: MARK fIA

O Other: poxnsS3-0:93

Certification Date Technician Re-Certification Due Date

February 7, 2012

February 7, 2011 Sy

VMC

0__#
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CERTIFICATE OF ACCURACY

Drdger

This Certificate of Accuracy verifies that the specified unit has been examined
and found to be in compliance with National Highway and Traffic Safety Administration
regulations for devices used to calibrate Evidential Breath Testers.
(F.R. Vol. 59 No. 249 12/19/94 Notices)

Draeger Safety Diagnostics, Inc.

"

- ‘ ®
(@ Model: ALCOTEST® CU34 sl Nombar
(O Model: MARK HA
O Other: DowEsS3~pails
Certification Date Technician Re-Certification Due Date
February 7, 2611 2m February 7,2012
L v ®
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' CERTIFICATION OF ANALYSIS Rt
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE S.PECIIFICA_TIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl aicohol
- concentration within, but not exceeding, the range of 0,117 10 0.125 grams per 100 milliliters of solution. =~

MANUFACTURER: Draeger Safetv, Inc. ‘ '  ANALYSIS DATE: 7/8/2016_
BREATH ALCOHO‘L SIMULATOR SOLUTION LOT NUMBER: 10F080 |

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range 0f 0.1197 10 0.1207 grams per 100 mlliliters of solution,

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.AC. 13:51-3.4, of approved brezath test instruments (N.J.A.C. [3:51-3.5)
-utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol

simulator solution is June 14, 2012. :

As Chief Forensic Scientist of the Division of State Police, I hereby certify and attest that the tests and results
documented in this Certificate of Analysis were performed at my direction and under my supervision by personnel
- of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by
personnel within the Office of Forensic Sciences, in accordance with their professional duties and responsibilities.

. — | ST ) ’.‘ .
_ _ @X ,(/) ~ \,\Y&\ |
AjitR. .Tungare o

Chief Forensic Scientist _ _
Division of State Police R .
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State of Netw Jersey

OFFICE OF THE: ATTORNEY (GENERAL

s CHRISTHE DEPARTMENT OF Law anND PuUBLIC SAFETY Pauia 1, Dow
Oovernor Devision OF STATE PoLicE Acting Atoraey General
Post Ornicr Box 7068
West Trinrox NJ 08628-0068 Coivones. Josepn R, Fuantes
{60)9) 882-2000 Superintendent

"CERTIFICATION OF ANALYSIS
0.04 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH AL COHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.045 to 0.051 grams per 100 milliliters of solution.

MANUFACTURER: Drager Safety. lnc. ANALYSIS DATE: 2/2/2010
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 10A073

Representative samples of the above-referenced Lot Namber were tested by Gas Chromatography and found to have
a mean ethyl alcohol concentration range 0f0.0479 1o 0.0481 grams per 100 milliliters of solntion.

This lot of breath alcohol simulator solution may be utilized as 2 known traceable standard for the purpose of
conducting periodic tests, pursuant to NL.JLA.C. 13:51-3.4, of approved breath test instruments {N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol
simulator solution is January 12, 2012,

As Assistan{ Chicf Forensic Scientist of the Division of State Police, ] hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at my direction and under my supervision by
personstel of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and
calibrated instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine
basis by personnel within the Office of Forensic Sciences, in accordance with their professional duties and
responstbilities, T

4 :
Kbl £ Ldaall b
enneth W. Kawalek, M.S.
Assistant Chief Forensic Scientist

Division of State Police

H ; ' " N
Swogp‘_to and subscribed befosre me this / 2 day gfr\j‘&,&,uﬁ. 1 2010,
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Crris CHRISTIE
Governor

State of Netwe Jersep
OFFICE OF THE ATTORNEY (GENERAL
DEPARTMENT OF Law AND PUBLIC SAFETY
Division oF STATE PoLKCE
Post Orrice Box 7068
West Trexvon NI 08G28-0068
{609) 882-20040

Pauia T, Dow

Acting Antorney General
Cos onrr Juseen R, FUeNies

Superiniendent

CERTIFICATION OF ANALYSIS
0.08 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: I'-Ithyl alcohol
concentration within, but not exceeding, the range of 0.094 to 0.999 grams per 100 milliliters of schition.

MANUFACTURER: Drager Safety, Inc, ANALYSIS DATE: 2/3/2018
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 10A074

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a mean ethyl alcohot concentration range of 0.0954 to 0.0958 grams per 100 milliliters of solution.

This lot of breath alcohol simulator solution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-3.4, of approved breath test instruments (N.J.A.C. 13:51-3.5)
utilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcchol

simulator solution is January 15, 2012,

As Assistant Chief Forensic Scientist of the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at my direction and under my supervision by
persennel of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and
calibrated instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine
basis by personnel within the Office of Forensic Sciences, in accordance with their professional duties and
responsibilities.

/Q/if?- 4 E{J} /j [ f/,:fg -
Kenneth W. Kaivalek, M.S.

Assistant Chief Forensic Scientist
Division of State Police
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CHRIS CHRISTIE

Cienvernor

State of Nefo Jersey

QFfICE OF THE ATTORNEY GENERAL
DEPARTMENT OF LAW AND PUBLIC SAFETY
Division oF §1aTE Pouce
Posy Orrice Box 7068
West Trextox NI 08628-0068
(609) BR2-2000

Pauia T. Dow

Acting Anorney General

CoLonEL JoserH R, FUENTES
Superintendent

CERTIFICATION OF ANALYSIS
0.16 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol
concentration within, but not exceeding, the range of 0.188 to 0.199 grams per 100 milliliters of solution.

MANUFACTURER: Drager Safety, Inc. ANALYSIS DATE: 2/4/2010
BREATH ALCOHOL SIMULATGR SOLUTION LOT NUMBER: 10A075

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have
a2 mean ethyl alcohol concentration range of 0.1913 to 0.1919 grams per 100 milliliters of solution.

This lot of breath alcohol simulator sclution may be utilized as a known traceable standard for the purpose of
conducting periodic tests, pursuant to N.J.A.C. 13:51-3.4, of approved breath test instruments (NJAC, 13:51-3.5)
urilized by law enforcement agencies in this State. The manufacturer’s expiration date for this lot of breath alcohol

stmulator solution is January 21, 2012,

As Assistant Chief Forensic Scientist of the Division of State Police, I hereby certify and attest that the tests and
results documented in this Certificate of Analysis were performed at my direction and under my supervision by
personnel of, and at, the Office of Forensic Sciences of the Division of State Police on properly functioning and
calibrated instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine
basis by personnel within the Office of Forensic Sciences, in accordance with their professional duties and
responsibilities,

fwu# fz,/ Ly 7/@.
fKermeth W"ﬁa\fsick M.S.
Assistant Chief Forensic Scientist
Division of State Police
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Linda L. Desaie
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CERTIFICATE

This is to certify that

Francis Sullivan
Trooper |, #5103

has successfully completed the two day Draeger Safety
Diagnostics, Inc. Alcoho! Coordinator Training Course on
the New Jersey specific Alcotest® 7110 MKII-C and is
hereby certified as a qualified

Operator Trainer and
Maintenance Technician

Completion of this course qualifies this individual to train
and certify Operators in the proper use and operation as
well as perform Preventive Maintenance on the New Jersey
specific Alcotest® 7110 MKIII-C.

Date: September 18, 2008
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State of New Jersey

Jon S. CoRZINE OFFICE OF THE ATTORNEY GENERAL ANNE MILGRAM
Governor DeparmiEnT OF LAw aND PunLic Sarsty Attorney General
POBOX 080 ' R

TRENTOK, Nj 08625-0080

November 5, 2008

Col. Joseph R. Fuentes, Superintendent
Division of State Police

Division Headquarters

P.O. Box 7068

West Trenton, New Jersey 08628

Re: Breath Test Coordinator/Instructor, Certification - Trooper I Francis Sullivan # 5103
Dear Col. Fuentes:
Putsuant to the provisions of N.JA.C. 13:51-2.1 (b) and (c), as adopted and promnigated lindc_r
the provisions of N.J.S.4. 39:4-50.3, 39:3-10.25 and 12:7-56, 1 hereby approve Trooper I Francis

Sullivan # 5103 as a duly certified Breath Test Coordinator/Instructor. This approval is effective -
immediately. :

Very truly yours,

ilgram
Attorney General

AM:HA:tlh . '
c: Trooper I Francis Sullivan # 5103, Alcohol/Drug Test Unit, Division of State Police
Lt. Paul Spirit, Unit Head, Alcohol/Drug Test Unit, Division of State Police

G:\Prosecuior Services\COPROSWLETTERSSullivan Breath Test i 11.5.08 wpd
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Francis Sullivan #5103
Hamilton Technology Complex
Suite 400, 1200 Negron Drive
Hamilton, N.J 08691

Ipp5103

W.Nisp.or

Current Rank & Date of Promotion & Time of Service:

Trooper | 7/16/2002 . 18 years of Service

Career Experience/Assignment:

April 26, 2008 to Present:

May 29 2004 to April 25 2008:

December 29 2001 to May 28 2004:

November 3 2001 to December 28 2001:

April 1 1995 to November 2 2001:

‘October 15 1994 to March 31 1995:

October 16 1993 to October 14 1994:

January 16, 1993 to October 15 1993:

Special Investigation Section
Alcohol/Drug Testing Unit

Special Operations Saction
Motor Coach/ Compliance Review Unit

Special Operations Section
Diesel Emissions

Field Operations Section
Tuckerton Station
Troop A

Field Operations Section
Bass River Station
Troop E

Field Operations Section
Port Norris Station
Troop A

Field Operations Section
Tuckerton Station
Troop A

Field Operations Section
Woodbine Station
Troop A




Specialized Training

Draeger Safety Diagnostics, Inc.
Alcotest 7110-MKIII-C Memory Data Download Training

Breath Test Coordinator/Instructor, Certification

Instructor Training in DWI Detection and Standardized
Field Sobriety Testing

- Draeger Safety Diagnastics, Inc., Alcohot Coordinator
Training Course on the New Jersey specific Alcotest
7110 MKHI-C

The Robert F. Borkenstein Course on Aicohol and
Highway Safety

Inspection and Investigation of Commercial Vehicle
Crashes

Accident Investigation 1

Accident Investigation 2

Instructor Training Course

Laser Operator Training Course

Alcotest Cettification

Post.Crash Vehicle Equipment Inspection
Compliance Review Training

Suspension and Steering

Commercial Mator Vehicle Criminal Interdiction
General Hazardous Material Inspection
Domestic Cannabis Eradication & Suppression Seminar
Trucks and Terrorism

Motaorcoach

May 2009

November 2008

October 2008

September 2008

May 2008

September 2007

January 2007
March 2007
May 2006
March 2006
March 2006
November 2004
September 2003
August 2003
April 2003
December 2002
Juiy 2002

May 2002

May 2002




NASI-North American Standard Inspection Part B
NASI-Weights & Dimensions

NASI-North American Standard Inspection Part A
PR-24 Training Course

Narcotics Trafficking Trends Seminaf

Firearms Instructor Course

Driving While Intoxicated/Standardized Field Sobriety

Breathalyzer Course

Educational/Certification Summary:

Associates of Science
Comm. College of the Air Force

Commendation & Awards:
Certificate of Commendation

February 2002
February 2002
January 2002
July 1999
June 1998
May 1997
July 1996

April 1994

August 1987

June 2002




