
Calibrating Unit
New Standard Solution Report

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
03037
03038
03039
03042
03042

WET
0.lOO7o
20390

Result
ToBAC
0.00QVo

0.099Vo
0.1017o
0.000?o
0.098Vo
O.099Va

0.000v0
O.0997a

O.098Vo

0.0007o

All tests wilhin acceprable tolerance.

On this date. I installed the above indicated "NEW SOLUTION'
Alcotest 7110 operator training and procedures established by the (NJSP)

Model No.: CU-34

1211712020

12^712020
12t17 t2020
12t31t2020
12t31t2020

Temperature
Simulator ('C)

34.0"C
34.0.C

34.0'C
34.0"C

34.0.C
34.0"C

in acordance with
Chief Forensic Scientist.

Serial No.: DDUN 53-0340
Expires; 0910212022
Bottle No.: 0074

Comment(s)
or Error(s)

*** TEST PASSED ***
,I,',: TEST PASSED **I

+** TEST PASSED ***
*** TEST PASSED ***

*** TEST PASSED **{<
*** TEST PASSED ***

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o;

Solution Control Lot:

Function

Ambient Air Blank
Control I EC
Control 1IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Calib. Date:
Cen. Date:
Lin. Date:
Soln. Date:
File Date:

Time
HH:MM
20:05S
20:05S
20:05S
20:06S
20:07S
20:07S
20:08S
20:08S
20:08S
20:09S

Serial No.:

Calib. No.:
Cen. No.:
Lin. No.:
Soln. No.:

ARUM-0051

00041
00037
00036
00345

Changed By:
Last Name: MIRELES

Signature:

Fint Name: T MI:
2/s Badge No.:

Date:
219
12t31/2020



Calibrating Unit
New Standard Solution Report

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP.
03015
03016
03017
03031
03031

WET
0.1007o
19240

All tests within acceptable tolerance.

On this date. I installed the above indicared "NEW SOLUTION', in acordance with
Alcotest 7110 operaror training and procedures established by the (NJSp) chief Forensic scientist.

Changed By:
First Name: T

Signature:
4atre

Temperature Comment(s)
Simulator ('C) or Error(s)

34.0.C ++* TEST PASSED +++

34.0"C x** TEST PASSED +**

34.0"C *** TEST PASSED **x
34.0"C .*+r. TEST PASSED *{.*

34.0"C 'ts** TEST PASSED i.xx
34.0.C *+* TEST PASSED **f

ARUM.OOs1

00040
00036
00035
00343

DDUN S3-0338
091091202r
1282

Equipment
Location:
Calibration File No.:
Cenification File No.:
Lincarity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:
Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

P.D.
Calib. Date:
Cen. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

06l2slz0z0
06t25t2020
06t25t2020
1111312020

111't312020

cu-34

Serial No.:

Calib. No.:
Cen. No.:
Lin. No.:
Soln. No.:

Serial \o.:
Expires:
Bottle No.:

Result
TaBAC
0.0007o
0.1027o
0.10170
0.0004o
0.1017o
0.103Vo
0.0007o
0.10170
0.1024o
0.000V0

Time
HH:MM
20:28S
20:295
20:295
20:30S
20:30S
20:30S
20:31S
20:31S
20:31S
20:325

Badge No.:
Date:

MI: -
219
tt t13/2020



Calibrating Unit
New Standard Solution Report

Alcotest 7l l0 MKIII-C
PENNSAUKEN TWSP. P.D.

Kesutt I lme
ToBAC HH:MM
0.0007o 20i26D
0.10170 20:27D
0.102% 20:27D
0.000Vo 20:27D
0.1007o 2Qt28D
0.1027o 20:28D
O.000Vo 20t29D
0 .1007ia 20:29D
0.l017o 20:29D
0.000V0 20:30D

Calib. Date: 061 25 | 2020
Cen. Date: 06/25/2020
Lin. Date: 0612512020
Soln. Date: l0ll0l20z0
File Date: 1011012020

Model No.: CU-34

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Conrrol Lot:

Function

Ambient Air Blank
Control 1 EC
Control I lR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambienr Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Changed By:
Last Name: PASQUALE

Signaturc:

03015
03016
03017
03027
03027

WET
0.100%
19240

Temperature
Simulator ('C)

34.0"C
34.0.C

34.0.C
34.0"C

34.0"C
34.0.C

Serial No.: ARUM-0051

Calib. No.: 00040
Cen. No.: 00036
Lin. No.: 00035
Soln. No.: 00342

Serial No.: DDUN 53-0338
Expires: 0910912021
Bottle No.: 1368

Comment(s)
or Error(s)

*** TEST PASSED ***
*+:r TEST PASSED x**

*+* TEST PASSED ***
*** TEST PASSED r,**

*** TEST PASSED ***
**:r. TEST PASSED *r*

All tests wirhin acceptable tolerance

on rhis date' I instaled rhe above indicatcd "NEw soLUTroN" in acordance with
Alcorest 7ll0 operator rraining and procedures established by the (NJSp) Chief Forensic Scientist.

First Name: JODY MI:
Badge No.: 199
Date: 1011012020



Calibrating Unit
New Standard Solution Report

Equipment Alcorest Zl t0 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. p.D.
Calibration FileNo.: 03015 Catib. Date: 06lZ5tZO2O Calib. No.: 00040
Certification File No.: 03016 Cen. Date: 06|25/2020 Cen. No.: 00036
Linearity File No.: 03017 Lin. Date: 0612512020 Lin. No.: 00035
Solution File No.: 03024 soln. Date: 0gl2glzo20 Soln. No.: 00341
Sequential File No.: 03024 File Dare: OglZglZOZ0

Calibraling Unir; WET Model No.: CU_34 Serial No.: DDUN 53_0338
Controf Solurion 7o: 0.t00Vo Expires: 0glOglZOZl
Solution Conrrol Lor: 19240 Boirle No.: 1326

Function Result Time Temperature Commenr(s)
VoBAC HH:MM Simulator ("C) or Error(s)

Ambient Air Blank 0.000Ia 04:07D
control I EC 0.10070 04:07D 34.0.C *1.* TEST PASSED **+
Control I IR 0.100Vo 04:07D 34.0.C {.** TEST PASSED *.rr*
Ambient Air Blank 0.000Vo 04:0gD
Control 2 EC 0.o997o 04:09D 34.0.C *+* TEST PASSED rrsx
Control 2IR 0.100io 04:09D 34.0.C **!,r TEST PASSED **r,
Ambient Air Blank 0.00e7a 04:09D
Control 3 EC 0.099Vo 04;l0D 34.0"C *** TEST PASSED **r
Control 3 IR 0.101Vo 04:l0D 34.0"C **r TEST PASSED T<r,*
Ambient Air Blank 0.O007o 04:l lD

All lcsts within acceptablc lolerance.

On lhis dare, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSp) chief Forensic scientist.

Changed By:
Last Name: MIRELES - -i^ Firsr Name; TIMOTHY MIr

signature: e4, 4 h* a' 
- - 

BadseNo: 
'olTrn,roro



I

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.;
Solution File No.:
Sequential File No.;

Calibrating Unit:
Control Solution 7r:
Solution Control Lot:

Function

Ambient Air BIank
Control I EC
Control I IR
Ambient Air Blank
Control 2 EC
Lontrol z lx
Ambient Air Blank
Control 3 EC
Control 3 lR
Ambient Air BIank

03015
03016
03017
03021
03021

WET
0.l00%o
t9240

Temperature
Simulator ('C)

34.0.C
34.0.C

34.0.C
34.0"C

34.0.C
34.0.C

Serial No.: ARUM-0051

Calib. No.: 00040
Cen. No.: 00036
Lin. No.: 00035
Soln. No.: 00340

Serial No.: DDUN 53-0338
Expires: 0910912021
Bottle No.: 1308

Comment(s)
or Error(s)

*** TEST PASSED **,r.
**x TEST PASSED ***

l.,r.x TEST PASSED 't 
+i.

x'ri. TEST PASSED xxi.

**+ TEST PASSED 1.8*
++* TEST PASSED +xx

All lests wirhin acceptable rolerance.

On this date, I installed the above indicated ',NEW SOLUTION"
Alcotest 7110 operator training and procedures established by the (NJSp)

Changed By:
First Name: MICHAEL

Signature:

in acordance with
Chief Forensic Scientist.

Badge No.:
Date;

MI;J
r91
07 /26t2020

Calibrating Unit
New Standard Solution Report

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.

Kesutt I Ime
ToBAC HH:MM
0.00O7o 03:49D
0.1034o 03:50D
0.lO37o 03:50D
0.00070 03:50D
0.10270 03:51D
0.10lVo 03:51D
0.0007o 03:52D
0.10270 03:52D
0.1034o 03:52D
0.0007o 03:53D

Calib. Date: 06 I 25 I 2020
Cen. Date: 0612512020
Lin. Date: 0612512020
Sofn. Date: 0712612020
File Darc: 0712612020

Model No.: CU-34



J
Calibrating Unit

New Standard Solution Report
Equipment Alcotesr 7110 MKIU-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.; 02976 Calib. Date: 0111612020 Calib. No.: 00039
Cenification File No.: 02977 Cen. Dare: Oltl6lZOZO Cen. No.: 00035
Linearity File No.: 02978 Lin. Dare: 01lt6tZOZ0 Lin. No.: 00034
Solution File No.: 03013 Soln. Date: O6ltlla020 Soln. No.: 00338
Sequential File No.: 03013 File Date: 0611112020

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 53-0339
Control Solution 7o: 0.100Vo Expires: Ogl)gl20ll
Solution Control Lol: 19240 Bonle No.: l3gg

Function Result Time Temperature Comment(s)
VoBAC HH:MM Simulator (.C) or Eror(s)

Ambient Air Blank 0.000Vo 04:35D
control I Ec 0.t017o 04:35D 34.0.C *r,r! TEST PASSED f**
control I IR 0.098vo 04;35D 34.0"C :lt.x TEST PASSED 

'!r,,fAmbient Air Blank 0.000Vo 04:36D
Control 2 EC 0.099Vo 04:37D 34.0.C +*x TEST PASSED x*+
Control 2IR 0.097Vo 04:37D 34.0"C *r.* TEST PASSED x**
Ambient Air Blank 0.000V0 04:37D
Control 3 EC 0.098Vo 04;38D 34.0"C xx* TEST PASSED ,ixx
Control 3 IR 0.098Vo 04:38D 34.0.C **+ TEST PASSED +*+
Ambient Air Blank 0.000V0 04:39D

All tests within acceptable tolerance.

on this dare, I instalred the above indicated "NEW soLUTIoN' in acordance wirh
Alcotest 7110 operator training and procedures established by the (NJSp) chief Forensic scientist.

Changed By:
Last Name: HURLEY First Name; R MI,

Signarure: ?', ' R . H-9<--- # zc* Badge No': 205
| ' .- \ f)etc. n'All1l2ry'rn.



J
Calibrating Unit

New Standard Solution Report
Equipment Alcorest 7l t0 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02976 Calib. Date: 0|16|2020 Calib. No.: 00039
Ccnification File No.: 02977 Cen. Dare: Olll6l2OZO Cen. No.: 00035
Linearity File No.: 02978 Lin. Dare: 0111612020 Lin. No.: 00034
Solution File No.: 03010 Soln. Date: O5llllZ0ZO Soln. No.: 00337
Sequential File No.: 03010 File Date: 05lltl}020

Calibrating Unir: WET Model No.: CU-34 Serial No.: DDUN 53_0339
Control Solution 7o: 0.1007o Expires: Ogl)gt}}Zl
Solurion Conrrol Lor: t9240 Boirle No.: 1265

Function Result Time Temperature Comment(s)
VoBAC HH:MM Simulator (.C) or Error(s)

Ambient Air Blank 0.000Vo l6Z5D
control 1 EC 0.o98vo t6:26D 34.0"C *,r.+ TEST PASSED ***
Control t IR 0.099Vo .16:Z6D 34.0.C *** TEST PASSED **+
Ambient Air Blank 0.0007o l6:27D
conrof 2 EC 0.0964o t6:27D 34.0"C *:F,r. TEST PASSED *+*
Control 2IR 0.099Vo l6.27D 34.0"C i,r.* TEST PASSED xxrr
Ambient Air Blank 0.000Va l6:28D
conrrol 3 EC 0.097v0 l6:28D 34.0"C f** TEST PASSED *r,x
Controf 3 IR 0.099Vo 16:28D 34.0"C **x TEST PASSED {.**
Ambient Air Blank 0.000Vo 16:29D

All tests within acceptable tolerance.

On this date, I installed rhe above indicated "NEW SOLUTION,, in acordance with
Alcotest 7110 operator training and procedures established by the (NJsp) chief Forensic scientist.

Ml: E



Calibrating Unit
New Standard Solution Report

Equipment Alcorest 7lt0 MKIII-C Serial No.: ARUM-0051
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02976 Calib. Date: Olt6lZOZ0 Calib. No.: 00039
Certificarion File No.: 02977 Cen. Date: Ollt6ta020 Cen. No.: 00035
Linearity File No.: 02978 Lin. Dare: 0Ut6tZ0ZO Lin. No.: 00034
Solution File No.: 03009 Soln. Date: O5llllZOZO Soln. No.: 00336
Sequential File No.: 03009 File Date: O5llll2OZO

Calibrating Unit: WET Model No.: CU_34 Serial No.: DDUN 53_0339
Control Solution 7a: 0.lo07o Expires: 09l09tZOZl
Solution Conrn)l Lor: 19240 Boirle No.: l2?l

Function Result Time Temperature Comment(s)
VoBAC HH:MM Simulator (.C) or Error(s)

Ambient Air Blank 0.000Vo l0:15D
Control I EC -.---Va l0:l5D 34.0.C CTRL cAS SUppLy
Control I IR -.---Va 10;15D 34.0"C CTRL GAS SUppLy
Ambient Air Blank -.---Vo --:---
Control 2 EC -.---Vo --:--- N/A
Control 2IR -.---4a --:--_ N/A
Ambient Air Blank -.---Vo _-:___

Control 3 EC -.---Va --:_-- N/A
Control 3IR -.---Vo --:--- N/A
Ambient Air Blank -.---Vo --:--_

Test results are not within acceptable range.

On rhis date, I installed the above indicated ,NEW SOLUTION,, in acordance wirh
Alcotest 7110 operaror training and procedures established by the (NJsp) chief Forensic scientist.

Changed By:
Last Name: FABIANI First Name: PETER MI: Et ./,z
Signarure: 

4 / 
,rrt BadseNo': toll,rr,roro



Calibrating Unit
New Standard Solution Report

Alcotest 71 l0 MKIII-C
PENNSAUKEN TWSP. P.D.

Result Time
ToBAC HH:MM
0.0007a 03:41D
0.099Vo 03:42D
0.099Vo 03:42D
0.000Vo 03:43D
0.0987o 03:43D
0.09870 03:43D
0.0007o 03:44D
0.0987a 03:45D
0.097Vo 03:45D
0.000V0 03:45D

Calib. Date: 0111612020
Cen. Date: 0111612020

Lin. Date: 0111612020
Soln. Date: 0413012020
File Date: 0413012020

Model No.: CU-34

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Control l,or:

Function

Ambient Air Blank
Control I EC
Control 1IR
Ambient Air Blank
Control 2 EC
Conrol 2 IR
Ambient Air Blank
Lontrol J t L
Control 3 IR
Ambient Air Blank

Changed By:
Last Name: HURLEY

Signature:

02976
029?7
02978
03003
03003

WET
0.1007o
19240

Temperature
Simulator ("C)

34.0"C
34.0.C

34.0"C
34.0"C

34.0"C
34.0'C

Serial No.: ARUM-0051

Calib. No.: 00039
Cen. No.: 00035
Lin. No.: 00034
Soln. No.: 00335

Serial No.: DDUN 53-0339
Expires: Q910912021
Bottle No.: 1344

Comment(s)
or Error(s)

*XX TEST PASSED ***
1.** TEST PASSED ***

*:T* TEST PASSED *XX
,f,r.* TEST PASSED ***

**+ TEST PASSED **1.
,rr.x TEST PASSED *r,*

All tests within acceptable tolerance.

On this dare. I installed the above indicated',NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures esrablished by the (NJSp) chief Forensic scienrist.

Fint Name: MI:
Badge No.:
Date:

205
04t30/2020

7r ,(



J

Equipment Alcotesr 7110 MKIII-C
Location: PENNSAUKEN TWSP. p.D.
Calibration File No.: 02976
Cenification File No.: 02977
Linearity File No.: 02978
Solution File No.: 03000
Sequential File No.: 03000

Calibrating Unir: WET
Control Solution 7o: 0.1007a
Solution Control Lot: 19240

Function

Ambient Air Blank
Control 1 EC
Control I lR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air BIank
Control 3 EC
Control 3 IR
Ambient Air Blank

All tests within acceptable tolerance.

On rhis date, I installed the above indicated ,,NEW SOLUTION" in acordance with
Alcotest 7l l0 operator training and procedures established by the (NJSp) Chief Forensic Scientisr.

Changed By:
Last Name: HURLEY

-2, , a \\ O-- -" lot)"t"' ^ ,*seNo.:205 
MI:

signature: f-il' K- \\'K j+ZO4 BadseNo': 
'o\lrr,roro

Calibrating Unit
New Standard Solution Report

Serial No.: ARUM-0051

Calib. Dare: 0111612020 Calib. No.: 00039
Cen. Date: 0111612020 Cen. No.: 00035
Lin. Date: 011161?020 Lin. No.: 00034
Soln. Date: 0312912020 Sotn. No.: 00334
File Date: 0312912020

Model No.: CU-34 Serial No.: DDUN 53_0339
Expires: 0910912021
Bottle No.: 1356

Result Time Temperature Commenr(s)
ToBAC HH:MM Simularor (.C) or Error(s)
0.0007o 15: l4S
0.098/o l5:l5S 34.0.C x** TEST PASSED *r(x
0.09970 15:155 34.0.C 'r** TEST PASSED *x*
0.00070 l5:15S
0.0977o 15:t6S 34.0.C ,(,r.r. TEST PASSED ***
0.09870 15:165 34.0.C **i TEST PASSED ***
0.000Vo 15:175
0.0977a l5:l7S 34.0"C *** TEST PASSED,*i.,r.
0.0977o l5:l7S 34.0.C ,!t+ TEST PASSED ***
0.0007o 15:l8S



I

/

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7r:
Solution Control Lor:

Function

Ambient Air Blank
Control 1 EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambicnt Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Last Name:

Signature:

02976
02977
02978
02996
02996

WET
0.10070
19150

Calib. Date: 01 | 161 2020
Cen. Date: 0111612020
Lin. Date: 0111612020
soln. Date: 0312212020
File Date: 0312212020

Model No.: CU-34

Result
ToBAC
0.0007o
0.09870
0.099Vo
0.000Vo
O.097Vo

0.10070
0.0Q070

0.097Vo
0.0997o
0.000Vo

Time Temperature
HH:MM Simulator ('C)
06:21S
06:2lS 34.0'C
06:215 34.0"C
06:225
06:235 34.0'C
06:235 34.0'C
06:23S
06;245 34.0"C
06:245 34.0'C
06:25S

MI:
Badge No.;
Date:

Calibrating Unit
New Standard Solution Report

Alcotest 7l l0 MKIII-C
PENNSAUKEN TWSP. P.D.

AII tests within acceptable tolerance

On rhis date, I insralled the above indicared ,NEW SOLUTION,, in acordance with
Alcotest 7110 operator training and procedures esrablished by the (NJSP) Chief Forensic Scientist.

Changed By:

Serial No.: ARUM-0051

Calib. No.: 00039
Cen. No.: 00035
Lin. No.: 00034
Soln. No.: 00333

Serial No.: DDUN 53-0339
Expires: 0611012021
Bottle No.: 0308

Comment(s)
or Error(s)

**f TEST PASSED **r.
x,|(,f TEST PASSED x**

+** TEST PASSED r,r.{.
xi<* TEST PASSED *x*

++* TEST PASSED **{.
r+i. TEST PASSED ***

219
03t22t2020

Name:



J

Equipment
Location:
Calibration File No.:
Certification File No. :

Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7a:
Solution Control l,ot;

Function

Ambienr Air Blank
Contrcl 1 EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Changed By:
Last Name: BRISTOW

Signature: 0-rt

02976
02977
02978
02991
02991

WET
0.1007o
19240

Temperature
Simulator ('C)

34.0"C
34.0" C

34.0.C
34.0.C

34.00c
34.0.C

Serial No.: ARUM-0051

Calib. No.: 00039
Cen. No.: 00035
Lin. No.: 00034
Soln. No.: 00332

Serial No.: DDUN 53-0339
Expires: 0910912021
Bortle No.: 1361

Comment(s)
or Error(s)

+r1. TEST PASSED r({<*

i(,r,r. TEST PASSED *xi<

*x+ TEST PASSED *xr:
*** TEST PASSED ***

i<** TEST PASSED r.i(*
,r,r* TEST PASSED *xr.

All tesls wilhin acceptable tolerance.

on this date, I installed the above indicared "NEw soLUTIoN" in acordance wirh
Alcotesr 7110 operaror rraining and procedures established by rhe (NJSp) Chief Forensic Scientist.

First Name: MARK MI: V
227
03t02t2020

Badge No.:
Date:

Calibrating Unit
New Standard Solution Report

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.

Result Time
ToBAC HH:MM
O.000Vo 02:495
O.l007o 02:505
0.098Vo 02:505
0.000Vo 02:515
0.097V0 02:515
0.0997o 02:515
0.0007o 02:525
0.O977o 02:535
0.098Va 02:535
0.000Vo 02:545

Calib. Date: 01 /1612020
Cen. Date: 0111612020
Lin. Date: 0111612020
Soln. Date: 0310212020
File Date: 03/02/2020

Model No.; CU-34



J

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
LONTTOI J T,L

Control 3 IR
Ambient Air Blank

Changed
Last Name:

Signature:

02976
02977
02978
02984
02984

WET
0.100V0
19150

Temperature
Simulator (oC)

34.00c
34.0.C

34.0.C
34.0"C

34.0"C
34.0.C

Serial No.: ARUM-0051

Calib. No.: 00039
Cen. No.: 00035
Lin. No.: 00034
Soln. No.: 00331

Serial No.: DDUN 53-0339
Expires: 06110/2021
Bonle No.: 0307

Comment(s)
or Error(s)

+++ TEST PASSED ***
i<{<* TEST PASSED ***

i.** TEST PASSED ***
*'*r. TEST PASSED +*x

,fr.+ TEST PASSED **r.
xx*. TEST PASSED {.4.x

All tesls within acceptable tolerance.

On this date. I installed the above indicated ,NEW SOLUTION,, in acordance with
Alcotesr 7110 operaror rraining and procedures established by the (NJSP) chief Forensic scienrist.

; nEr\^nr- Firqr,$ame: GERALD MI: F.

U *{.,K d i'7? 
' -- "" 

Bad€eNo':'ofi,o,roro

By:
HENKEL

L+

Calibrating Unit
New Standard Solution Report

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.

Result Time
VaBAC HH:MM
0.0007o 22:585
0.0987o 22:595
0.099Va 22:595
0.000Vo 22:595
0.098V0 23:005
0.0987o 23:005
0.0007o 23:015
0.097?o 23:015
0.098Vo 23:015
0.0007o 23:025

Caf ib. Date: 0111612020
Cert. Date: 0111612020
Lin. Date: 0111612020
Soln. Date: 0211412020
File Date: 0211412020

Model No.: CU-34



Calibrating Unit
New Standard Solution Report

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP.
02905
02906
02907
02974
02974

WET
0.1007o
19240

All tests within acceptable tolerance.

On rhis date. I installed rhe above indicated ,NEW SOLUTION,, in acordance with
Alcotest 7l l0 operaror training and procedures esrabrished by the (NJSP) chief Forensic scientisr.

Changed By:
Last Name: MIRELES Fi.cr N.ha. T

Signature:

Temperature Comment(s)
Simulator ('C) or Error(s)

34.0.C iq<* TEST PASSED xxr,
34.0.C **r TEST PASSED **{.

34.0"C *{!r( TEST PASSED *.{.x

34.0"C *xx TEST PASSED ***

34.0.C **+ TEST PASSED r**
34.0"C *{.* TEST PASSED *<i<*

2t9
01/tU2020

Serial No.: ARUM-0051

Calib. No.: 00038
Cen. No.: 00034
Lin. No.: 00033
Soln. No.: 00329

Serial No.: DDUN 53-0338
Expires: 0910912021
Bottle No.: 1379

MI: -

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 70:
Solution Control Lot:

Function

Ambient Air Blank
Control I EC
Control 1 IR
Ambienr Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambienr Air Blank

P.D.
Calib. Date:
Cen. Date:
Lin. Date:
Soln. Date:
File Date:

Model No.:

08t26t2019
08t26t2019
0812612019

0l ltr t2020
01/tl12020

cu-34

Result
ToBAC
0.000Vo
0.102V0
0.1007o
0.0007o
0.1017a
0.101t/o
0.00070
0 -1007o
0.1007a
0.000Vo

Time
HH:MM
20:36S
20:365
20:365
20:37S
20;38S
20:38S
20:39S
20:39S
20:395
20:40S

Badge No.:
Date:


