
Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7l l0 MKIII-C
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02804 Calib. Date: 1012412018
Certification File No.: 02805 Cert. Date: 1012412018
Linearity File No.: 02806 Lin. Date: 1ol24l20t\
Solution File No.: 02832 Soln. Date: 12l30lZO1S
Sequential File No.: 02832 File Date: 1213012018

Model No-: CII-34

Scrial No.: ARUM-0051

Calib. No.: 00036
Cen. No.: 00032
Lin. No.: 00031
Soln. No.: 00304

Comment(s)
or Error(s)

+** TEST PASSED ***
*** TEST PASSED +++

MI: I

Badge No.: 219
Date: 1213012018

Catibrating Unit:
Control Solution 7r:
Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Btank
Controt 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Signature:

WET
0.100%,
18090

Result
ToBAC
O.00040
0.1007o
0.lOO7o
0.000Vo
0.099V0
0.1007o
0.0OO7o

0.0987o
0.1017o
0.0007a

Time
HH:MM
08:30S
08:30S
08:30S
08:31S
08:32S
08:32S
08:325
08:335
08:33S
08:34S

Tempcrature
Simulak)r ('C)

34.0"C
34.0.C

34.0'C
34.0"C

+++ TEST PASSED ***
*** TEST PASSED *1,1,

34.0'C
34.0"C

+++ TEST PASSED ***
*** TEST PASSED *T*

All tests within acceptable tolerance.

On this date, I instatled the above indicated "NEW SOLUTION,, in acordancc with
Alcotest 7l l0 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: MIRELES First Name: TIMOTHY

Serial No.: DDUN 53-0338
Expires: 0311312020
Bottle No.: 0085

-7



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Certification Fite No.:
Linearity File No.;
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 70:

Solution Control Lot:

Function

Alcote.st 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02804 Calib. Date: 1012412018
02805 Cert. Date: 1012412018
02806 Lin. Date: 1012412018
02821 Soln. Date: 1210612018
02821 File Date: 1210612018

Serial No.: ARIIM-0051

Calib. No.
Cert. No.:
Lin. No.:
Soln. No.:

00036
00032
00031
00301

WET
0.1007o
18090

Model No.: CU-34 Scrial No.: DDUN 53-0338
Expires: 0311312020
Bottle No-: 0023

Comment(s)
or Error(s)

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Btank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
VoBAC
0.OO07o

0.0997o
0.l00Vo
0.0009o
0.0987o
0.7017o
0.000Vo
0.O997o

0.1007o
0.0007o

Time
HH:MM
11;14S
1 1 :155
1 1 :155
11:165
11:165
11 :165
11:175
11:185
11:18S
11:195

Tempcrature
Simulator ("C)

34.0"C
34.0.C

**i. TEST PASSED *r,*
*88 TEST PASSED +++

34.0'C
34.0"C

xxx TEST PASSED ***
+++ TEST PASSED +++

34.0.C
34.0"C

8** TEST PASSED *XX
X** TEST PASSED ***

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: CIACCIA

Signaturc
Badge No.: 172
Date: 1210612018

MI: -First Name: MICHAEL

/,* ltzs



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Certification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:
Solution Control Lot:

Function

Ambient Air Blank
Control I EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Btank
Control 3 EC
Control 3 IR
Ambient Air Blank

Signature:

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02804 Calib. Date: 1012412018
02805 Cerr. Date: 1012412018
02806 Lin. Date: 10124/2018
02813 Soln. Date: lllt6/2018
02813 File Date: 1111612018

00036
00032
00031
00300

Serial No.: DDUN 53-0338
Expires; 0311312020
Bottle No.: 0139

Comment(s)
or Error(s)

MI: F.
Badge No.: 149

Date: 1111612018

Scrial No.: ARUM-0051

Calib. No.
Cen. No.:
Lin. No.:
Soln. No.:

WET
0.1007o
18090

Model No.: CU-34

Result
ToBAC
0.0007o
O.0997o

0.100V0
0.0007o
0.0987o
0.1007o
0.000Vo
0.O98Vo

0.l00Vo
0.0007o

Time
HH:MM
10:145
l0:145
l0:145
10: l55
10:155
l0: 155
10:165
10:175
10:175
l0:18S

ryl

Temperatu rc
Simulator ("C)

34.0'C
34.0"C

++* TEST PASSED ***
**+ TEST PASSED ***

34.0.C
34.0'C

*** TEST PASSED +++
+++ TEST PASSED ***

34.0.C
34.0"C

*** TEST PASSED *++
*+* TEST PASSED x++

All tests within acceptable tolerance.

On this date, I installed the above indicated ,NEW SOLUTION,, in acordance with
Alcotest 7110 operator training and procedures established by the (NJsp) chief Forensic scientist.

First GERALD

Changed By:
Last Name: HENKEL



Calibrating Unit
New Standard Solution Report

Equipment Alcorest 7110 MKIII-C
l,ocation: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02804 Calib. Date: 1012412018
Certification File No.: 02805 Cert. Date: 1012412018
Linearity File No.: 02806 Lin. Da1e: 10124/2018
Sotution File No.: 02812 Soln. Date: l1l16l21t8
Sequential File No.: 02812 File Date: 1111612018

Serial No.: ARUM-0051

Calib. No.: 00036
Cen. No.: 00032
Lin. No.: 00031
Soln. No.: 00299

Calibrating Unit:
Control Solution 70:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambienr Air Blank

Changed By:
Last Name: PASQUALE

Signature:

WET
0.l00Vo
18090

Model No.: CU-34 Serial No.: DDUN 53-0338
Expires: 03ll3lZ0Z0
Bottle No.: 0704

Comment(s)
or Error(s)

MI
Badge No.
Date:

199
1Ut6t2018

Result
ToBAC
0.000Vo
-.---7o

Time
HH:MM
05:01S
05:02S
05:02S

Temperaturc
Simulator ('C)

N/A
N/A

34.0"C
34.0"C

CTRL GAS SUPPLY
CTRL GAS SUPPLY7o

Vo

7o

7o

7o

7o

7o

7o

N/A
N/A

Test results are not within acceprable range.

On this date, I instatted the above indicated 'NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) chief Forensic scientist.

First Name: JODY

4-.----=--a4
a/



Calibrating Unit
New Standard Solution Report

Equipment
l-ocation:
Catibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Confol Solution 70:

Solution Control Lot:

Function

Alcolest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02733 Calib. Date: 0511612018
02734 Cert. Date: 05/1612018
02735 Lin. Date: 05/1612018
02798 Soln. Date: 1011312018
02798 File Date: 10113/2018

Serial No.: ARUM-0051

Calib. No.: 00035
Cert. No.: 00031
Lin. No.: 00030
Soln. No.: 00297

WET
0.1007o
18090

Model No.: CU-34 Serial No.: DDUN 53-0339
Expires: 0311312020

Bottle No.: 0715

Comment(s)
or Error(s)

MI: P
Badge No.: 199

Date: l0/13/2018

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
ToBAC
0.00070
0.099V0
O.0994o

0.0007o
0.0997o
0.100Vo
0.000?o
0.099V0
0.1007o
0.0007o

Time
HH:MM
02:32D
02:32D
02:32D
02:33D
02:.34D
02:34D
02:34D
02:35D
02:35D
02:36D

Temperature
Simulator ('C)

33.9. C
33.9" C

t*+ TEST PASSED t*x
*** TEST PASSED ***

33.9 " C
33.9'C

*++ TEST PASSED ***
*** TEST PASSED +++

33.9" C

33.9. C

All tests within acceptable tolerance.

Changed By:
Last Name: PASQUALE

Signature:

First Namc: JODY'(a

*** TEST PASSED ++*
i(i(T TEST PASSED XX'I

On this date, I installed the above indicated 'NEW SOLUTION" in acordancc with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forcnsic Scientist.



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Control Lot:

Function

Ambient Air Blank
Control 1 EC
Control 1 IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Signature:

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02733 Calib. Date: 05116/2018
02734 Cen. Date: 0511612018
02735 Lin. Date: 0511612018
02789 Soln. Date: 0911712018

02789 File Date: O9ll7l2\l8

Serial No.: ARUM-0051

Calib. No.: 00035
Cen. No.: 00031
Lin. No.: 00030
Soln. No.: 00296

WET
0.1007o
18090

Model No.: CU-34 Scrial No.: DDUN 53-0339
Expires: 0311312020

Bottle No.: 0016

Comment(s)
or Error(s)

MI:
Badge No.: 216
Date: 09/17 /2018

Result
ToBAC
0.00090
0.0977o
0.0984o
0.0007o
0.0977o
0.0997o
0.00070
0.0987o
0.099?o
0.00070

Time
HH:MM
07:32D
07:33D
07;33D
07:33D
07 34D
07:34D
07:35D
07:35D
07:35D
07:36D

Tempcraturc
Simulator ("C)

33.9'C
33.9 " C

x** TEST PASSED ***
*++ TEST PASSED +++

33.9" C

33.9 " C

*** TEST PASSED *+*
**E TEST PASSED ***

33.9'C
33.9 " C

*** TEST PASSED ***
+++ TEST PASSED +++

AII rests u ithin acccprable rolerancc

On this datc. I installed the above indicatcd "NEW SOLUTION" in acordancc with
Alcotest 71 10 ope.ator training and procedures esrablished by thc (NJSP) Chicf Forcnsic Scienrist

Changed By:
Last Name: KUCHMEK First Name: JOSEPH

2ik



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Certification File No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02733 Calib. Date: 0511612018
02734 Cen. Date: 0511612018
02735 Lin. Date: 0511612018
02779 Soln. Date: 0910212018
02779 File Date: 0910212018

Scrial No.: ARUM-0051

Calib. No.: 00035
Cen. No.: 00031
Lin. No.: 00030
Soln. No.: 00295

Calibrating Unit:
Control Solution 70:

Solution Control Lot

Function

WET
0.100Vo
18090

Model No.: CU-3.1 Serial No.: DDUN 53-0339
Expires: 0311312020
Boltle No.: 0201

Comment(s)
or Error(s)

MI:T
Badge No
Date:

Ambient Air Blank
Control 1 EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
VaBAC
0.0007o
0.0987o
0.1007o
0.00040
0.O987o

0.O987a

0.0007o
0.0977o
0.1007o
0.000Vo

Time
HH:MM
10:05D
10:05D
10:05D
10:06D
10:06D
l0:06D
10:07D
10:08D
l0:08D
10:08D

Temperature
Simulator ("C)

33.9 " C

33.9" C

**+ TEST PASSED +N(*

**+ TEST PASSED **x

33.9"C
33.9 " C

18* TEST PASSED r++
*** TEST PASSED +++

33.9" C

33.9. C

:r:r* TEST PASSED x**.
+*8 TEST PASSED ***

All tests within acceptablc rolerancc,

On this date, I installed the above indicated 'NEW SOLUTION" in acordancc wirh
Alcotest 7110 operator training and proccdures established by the (NJSp) Chief Forcnsic Scientist.

Changed By:
Last Namc: KERN First Name: RAYMOND

Signature: T*lSt^ / 3t 181

09102t2018



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Certification File No
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Control Lot

Function

Alcotcst 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02733 Calib. Date: 0511612018
02734 Cert. Dare: 0511612018
02735 Lin. Date: 0511612018
02772 Soln. Date: 08/18/2018
02'772 File Dare: 08/18/2018

Scrial No.: ARt.lM-0051

Calib. No.
Ccn. No.:
Lin. No.:
Soln. No.:

00015
00031

000.10

00294

WET
0.100c/o

17360

Model No.: CU 3.1 Scrial No.: DDUN 53-0339
Expircs: l0l17l2019
Bollle No.i 0881

Comment(s)
or Error(s)

*** TEST PASSED rr*
**+ TEST PASSED x**

MI:-

Ambient Air Blank
Control 1 EC
Control 1IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
?oBAC
0.0007o
0.099?o
0.1007o
O.0007o

0.0997o
0.1007o
0.000V0
0.0997o
0.1007o
0.000Vo

Time
HH:MM
06:20D
06..21D
06l.21D
06:22D
06:22D
0622D
06..23D
06:23D
06:23D
06:24D

Temperaturc
Simulator ('C)

33.9'C
33.9 " C

*** TEST PASSED +*+
*** TEST PASSED x*x

33.9'C
33.9 " C

All tests within acceptable tolerance

On this date, I installed the above indicated "NEW SOLUTION, in acordancc with
Alcotest 7110 operator training and procedures established by the (NJSp) Chief Forensic Scienrisr

Changed By:
Last Name: KUCHMEK First Name: JOSEPH

Signature: fl. 2./
Badge No.
Dalc:

33.9 " C

33.9" C

+:i.* TEST PASSED ***
*r(* TEST PASSED {.rr

216
08/18/2018



Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7l l0 MKlll-C
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 02733 Calib. Date: 0511612018
Cenification File No.; 02734 Cen. Date: O5l16l2.Jt8
Linearity File No.: 02735 Lin. Date: 0511612018
Solution File No.: 02763 Soln. Date: 0712412018
Sequential File No.: 02763 File Date: 0712412018

Scrial No.: ARUM-0051

Calib. No.
Cert. No.:
Lin. No.:
Soln. No.:

00035
00031

00030
00293

Function

WET
0.1009o
t7 360

Model No.: CU 34 Serial No.: DDUN 53-0339
Expircs: 1011712019

Bottle No.: 0771

Commcnt(s)
or Error(s)

MI:J
t9l
0712412018

Ambient Air Blank
Control I EC
Control I IR
Ambicnt Air Blank
Conrrol 2 EC
Conrrol 2lR
Ambient Air Blank
Control 3 EC
Control 3IR
Ambient Air Blank

Result
VoBAC
0.000Vo
0.09870
0.1007o
0.0007o
0.0987o
0.099/o
0.0007o
0.097Vo
0.1007o
0.0007o

Time
HH:MM
03:27D
03:28D
03:28D
03:29D
03:29D
03:29D
03:30D
03:31D
03:31D
03:31D

Tempcraturc
Simulator ('C)

34.0'C
34.0'C

*** TEST PASSED *{,+
x+r TEST PASSED +++

34.0"C
34.0'C

+** TEST PASSED ***
*** TEST PASSED x*,r,

33.9'C
33.9 " C

*+* TEST PASSED *++
+++ TEST PASSED ***

All tcsts rlirhin acceptable tolerancc.

On this date, I installed the above indicated "NEW SOLUTION'in acordance with
Alcotest 7l l0 operator training and procedures established by the (NJSP) Chief Forensic Scientisr.

Changed By:
Last Name: PENNINGTON First Namc: MICHAEL

Signature:
Badge No.
Datc:

Calibrating Unit:
Control Solution 7o:

Solution Control Lot:

-.-



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Cenification Filc No
Linearity File No.:
Solution Filc No.:
Sequential File No.:

Calibrating Unit;
Control Solution 7o:

Solution Control Lot:

Function

Alcotest 7110 MKIU-C
PENNSAUKEN TWSP. P.D.
02733 Calib. Date: 0511612018
02734 Cen. Date: 0511612018
02735 Lin. Date: 0511612018
02741 Soln. Date: 06/1712018
02741 File Date: 0611712018

Scrial No.: ARUM-0051

WET
0.10070
17360

Model No.: CU-34 Serial No.: DDUN 53-0339
Expires: 1011712019
Bottle No-: 0824

Comment(s)
or Error(s)

*** TEST PASSED *++
+++ TEST PASSED +**

MI: /
Badge No.: 160
Date: 0611712018

Ambient Air Blank
Control I EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 [R
Ambient Air Blank

Result
ToBAC
0.00070
0.1007o
0.1007o
0.0007o
0.0997o
0.099?o
0.0007o
0.0997o
0.099'/o
0.000?o

Timc
HH:MM
06:20D
06:20D
06:20D
06:21D
0621D
06 ZlD
06:22D
06:23D
06:23D
06:23D

Temperature
Simulator ('C)

34.0" C

34.0'C

33.9. C
33.9" C

i(EE TEST PASSED TT8
+r+ TEST PASSED **x

*** TEST PASSED 
'<++8*,F TEST PASSED ***

34.0"C
34.0'C

AII tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION, in acordance with
Alcotest 7l l0 operator training and procedures established by the (NJSp) chief Forensic Scientist

Changed By:
Last Namc: HARTNETT First Name: JAMES

Signature:

Calib. No.: 00035
Cen. No.: 00031
Lin. No.: 00030
Soln. No.: 00291



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Cenification File No.
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Control Lot:

Function

Alcotest 71 l0 MKIII-C
PENNSAUKEN TWSP. P.D.
02684 Calib. Dare: 11/2712017
02685 Cen. Date: 11/2712017
02686 Lin. Dare: 11127 /2017
02732 Soln. Dare: 0511212018
02732 File Date: 0511212018

Serial No.: ARUM-0051

Calib. No.: 000-34

Cert. No.: 00030
Lin. No.: 00029
Soln. No.: 00289

WET
0.1007a
17360

Model No.: CU-34 Serial No.; DDUN 53-0338
Expires: 1011712019

Bottle No.: 0772

Comment(s)
or Error(s)

MI:
Badge No.: 216
Date: 0511212018

Ambient Air Blank
Control 1EC
Control 1lR
Ambient Air BIank
Control 2 EC
Control 2lR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
?oBAC
0.000Vo
0.0987o
0.098V0
0.00070
0.097 7o

0.0997o
0.0007o
0.0987o
0.09870
0.0007o

Time
HH:MM
07:25D
07:25D
07:25D
07:26D
07:27D
07:27D
07:28D
07:28D
07 28D
07:29D

Tempcrature
Simulator ("C)

34.0 " C

34.0" C

XX* TEST PASSED ***
*r.r. TEST PASSED ***

++t TEST PASSED EE8

*** TEST PASSED ***

34.0'C
34.0"C

All tests within acceptable rolerance

On this date, I installed the abovc indicated "NEW SOLUTION" in acordance with
Alcotcst 7110 operator training and procedures established by rhe (NJSP) Chicf Forensic Scienrisr.

Changed By:
Last Name: KUCHMEK

Signature

First Name: JOSEPH

2r

:f** TEST PASSED +++
8** TEST PASSED +**

34.0.C
34.0'C

f/)-



Equipment
Location:
Calibration Filc No.:
Cenificarion File No
Lincarity File No.:
Solution File No.:
Sequcntial File No.:

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02684 Calib. Date
02685 Cen. Date:
02686 Lin. Dare:
02724 Soln. Dare:
02724 File Date:

Serial No.: ARUM-0051

tt/2712017
rU2712017
11127 12017
0411412018
04/1112018

Temperature
Simulator ("C)

Calib. No
Cen. No.
Lin. No.:
Soln. No.

0003.1

00030
00029
00288

Calibrating Unir:
Control Solution 7r:
Solution Control Lot

Function

WET
0.1007o
t7360

Modcl No.: CU-34 Serial No.: DDUN 53-0338
Expires: 10/1712019
Bottle No.: 0805

Comment(s)
or Error(s)

Ml: -

Ambient Air Blank
Control I EC
Contrd 'l IR
Ambient Air Blank
Control 2 EC
Conlrol 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
TaBAC
0.00070
0.099V0
0.1004o
0.0007o
0.099c/o

0.0987o
0.0007o
0.099?o
0.09970
0.0004o

Time
HH:MM
05:17D
05:17D
05:17D
05:18D
05:19D
05:19D
05:20D
05:20D
05:20D
05:21D

34.0"C
34.0"C

*++ TEST PASSED *r<x

8{.8 TEST PASSED ***

34.0'C
34.0. C

*++ TEST PASSED *xx
*x+ TEST PASSED 888

34.0 " C
34.0.C

+** TEST PASSED *++
+++ TEST PASSED ***

On this date. I installed rhc above indicarcd "NEW SOLUTION^ in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scienrist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH

Signature: /Aztt-

Calibrating Unit
New Standard Solution Report

Badge No.: 216
Date: 0411412018

All tcsts within acceptable rolerance.

,)



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Cenification File No.:
Linearity File No.:
Solut ion File No :

Scqucntial Filc No.:

Calibrating Unit:
Control Solution 7o:

Solution Control Lot:

Function

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02684 Calib. Date: 1112712017
02685 Cen. Date: 11127 /2017
02686 Lin. Darc: 1112712017
02717 Soln. Date: 0.3i 16/2018
02717 File Dare : 0311612018

Serial No.: ARUM-0051

Calib. No.: 00034
Cen. No.: 00030
Lin. No.: 00029
Soln. No.: 00287

WET
0.1007c
17360

Model No.: CU-34 Serial No.: DDUN 53-0338
Expires: 1011712019

Bottle No.: 0884

Comment(s)
or Error(s)

++* TEST PASSED +++
*** TEST PASSED xx*

MI:T
Badge No.: 181

Date: 0311612018

Ambient Air Blank
Control I EC
Control 1IR
Ambient Air Blank
Control 2 EC
Control 2lR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

Result
ToBAC
0.0007o
0.100?o
0.10070
0.0007o
0.0987o
0.09870
0.00070
0.0987o
0.0997o
0.0004o

Time
HH:MM
07:58S
07:595
07:59S
08:00S
08:00S
08:00S
08:01S
08:02S
08:02S
08:03S

Temperature
Simulator ("C)

33.9" C

3 3.9" C

**:* TEST PASSED ***
,TXJf TEST PASSED EI'*

34.0"C
34.0'C

34.0'C
.34.0.C

x{.r TEST PASSED rr.r
*x* TEST PASSED xx*

On this date, I installed the above indicated "NEW SOLUTION. in acordance wirh
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
First Name: RAYMOND

.1)

Signature: tal

All tcsrs within acccprablc tolerance.

6'--/j-z



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Ccnification Filc No.:
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7r:
Solution Control Lot

Function

Ambient Air Blank
Control I EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2IR
Ambient Air Blank
Control 3 EC
Control 3lR
Ambient Air Blank

Signature

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02684 Calib. Date: 1112712017
02685 Cen. Date: 1112712017
02686 Lin. Date: 1112712017
02710 Soln. Date: 0212012018
02710 File Date: 0212012018

Serial No.: ARUM-0051

Calib. No.
Cert. No.:
Lin. No.:
Soln. No.:

00034
00030
oo029
00286

WET
0.100/o
t7 360

Model No.: CU-34 Serial No.: DDUN 53-0338
Expires: 1011712019

Bottle No.: 0878

Comment(s)
or Error(s)

x++ TEST PASSED rx*
1.,r.r. TEST PASSED +++

MI: F
Badge No.: 149
Date: 0212012018

Result
ToBAC
0.00070
0.0997o
0.099/o
0.0009o
0.097 7o

0.09870
0.0007o
0.0974o
0.098?a
0.00070

Time
HH:MM
22:245
22:245
22:245
22:255
22:265
22:265
22:275
22:275
22:2?S
22:285

Temperature
Simulator (oC)

34.0"C
34.0'C

t*+ TEST PASSED ***
*** TEST PASSED *r!{.

34.0'C
34.0.C

r.x* TEST PASSED **x
+rE TEST PASSED +++

34.0 " C

34.0'C

All tests within acceptable tolerance.

On this date, I installed the above indicated ',NEW SOLUTION, in acordance with
Alcotest 7110 operator rraining and procedures esaablished by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: HENKEL First Name; ;FERALD

l1'l



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration Filc No.:
Cenification File No
Linearity File No.:
Solution Filc No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:
Solutk)n Control Lot

Function

Ambient Air Blank
Control I EC
Control I IR
Ambient Air Blank
Control 2 EC
Control 2lR
Ambient Air Blank
Control 3 EC
Control 3lR
Ambient Air Blank

Changed By:
Last Namc: PENNINGTO

Model No.: CU 34

Calib. No.
Cen. No.:
Lin. No.:
Soln. No.:

00034
00030
00029
00285

Scrial No.
Expires:
Bottle No.

DDUN 53-0338
1011712019

0770

Serial No.: ARUM-0051

Comment(s)
or Error(s)

Alcotest 7110 MKlll-C
PENNSAUKEN TWSP. P.D.
02684 Calib. Date: 1112712017
02685 Cen. Date: 11/Z7lZ0l7
02686 Lin. Date: 11/2712017
02705 Soln. Date: 02115/2018
02705 File Date: 0211512018

WET
0.70070
17 360

Result
ToBAC
0.000Vo
0.1007o
0.0997o
0.0007o
0.097 7o

0.0997o
0.0004o
0.0987o
0.0997o
0.0007o

Time
HH:MM
00:595
01:00S
01 :00S
0l :01 S

01 :01S
01 :01S
01 :02S
0l:03S
0l:03S
0l;03S

Temperature
Simulator ("C)

34.0'C
34.0. C

34.0'C
34.0'C

34.0'C
34.0"C

**x TEST PASSED +++
*++ TEST PASSED *r.x

*xx TEST PASSED *x*
+++ TEST PASSED r<++

All tests within acceptable tolerance

On this date. I insralled the above indicatcd "NEW SOLUTION, in acordance with
Alcotest 71 10 operator rraining and procedurcs established by lhe (NJSP) Chief Forcnsic Scientist

First Namc: MICHAEL MI:J
Badge No
Date:

l9t
02t1512018Signaturc;

+** TEST PASSED +++
+++ TEST PASSED xx'r



Calibrating Unit
New Standard Solution Report

Equipment
Location:
Calibration File No.:
Ccnification File No
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unir:
Control Solution 7a:

Solution Control Lot

Function

Ambient Air Blank
Control I EC
Conrrol I IR
Ambient Air Blank
Control 2 EC
Control 2IR
Ambient Air Blank
Control 3 EC
Control 3IR
Ambient Air Blank

Changed By:
Last Namc: KUCHMEK

Signature
n

frz-

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02684 Calib. Date: 11,12712017
02685 Cert. Date: ttl27l20l7
02686 Lin. Date: I I 12712017
02699 Soln. Dare: 01126/2018
02699 File Date: 0112612018

Scrial No.: ARUM-0051

Calib. No.: 00034
Ccn. No.: 00030
Lin. No.: 00029
Soln. No.: 0028,1

WET
0.10070
t'7 360

Scrial No.
Expires:
Bottle No.

Model No.: CU-3,1

Temperaturc
Simulator ("C)

Comment(s)
or Error(s)

*xx TEST PASSED **x
**+ TEST PASSED ***

,(++ TEST PASSED x'rE
+++ TEST PASSED *+*

Badge No.: 216
Date: 0112612018

DDUN 53-0338
10117 t2019
0955

MI: -

Result
VoBAC
0.0007c
0.0994c
0.09970
0.0007o
0.097?o
0.09970
0.0007o
0 .097 Vo

0.0987o
0.0009o

34.0'C
34.0"C

34.0'C
34.0"C

Time
HH:MM
02:265
02:275
02:27 S

02:285
02:28S
02:28S
02295
02:30S
02:30S
02:30S

34.0.C
34.0 " C

*X* TEST PASSED *++
*** TEST PASSED ***

All tr,sr. wirhin acceplabl(. l,)l( rance

On this date. I insralled the above indicarcd ,NEW SOLUTION', in acordance with
Alcotcst 7110 opcraror rraining and procedures esrablishcd by the (NJSp) chief Forensic scienrisr.

First Namc: JOSEPH


