Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Caiibration File No.: 01740 Calib. Date: 12/09/2013 Calib. No.: 00023
Certification File No.: 01741 Cert. Date:  12/09/2013 Cert. No.: 00020
Linearity File No.: 01742 Lin, Date:  12/09/2013 Lin. No.: 00020
Solution File No.: 01762 Soln. Date: 12/30/2013 Soln. No.: 00169
Sequential File No.: 01762 File Date:  12/30/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S3-0338
Control Solution %:  0.100% Expires:  03/12/2015
Seolution Control Lot:  13C111 Bottle No.: 0306
Function Result Time Temperature Comment(s)
%BAC HI:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:338
Control 1 EC 0.102% 20:348 34.0°C w#k TEST PASSED ###
Control 1 IR 0.102% 20:348 34.0°C ##% TEST PASSED #%%
Ambient Air Blank 0.000% 20:358
Control 2 EC 0.101% 20:358 34.0°C *4% TEST PASSED *##%
Control 2 IR 0.100% 20:358 34.0°C *¥% TEST PASSED
Ambient Air Blank 0.000%% 20:368
Control 3 EC 0.101% 20:378 34.0°C % TEST PASSED %%
Control 3 IR 0.101% 20:378 34.0°C #iok TEST PASSED #%%
~ Ambient Air Blank 0.000%  20:378

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: KUCHMEK First Name: JOSEPH MI: -
Badge No.: 190

Signature: OL—\#J % Date: 12/30/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location; PENNSAUKEN TWSP. P.D.
Calibration File No.: (1684 Calib. Date: 08/29/2013 Calib. No.: 00022
Certification File No.: 01685 Cert. Date:  08/29/2013 Cert, No.: 00019
Linearity File No.: 01686 Lin. Date:  08/29/2013 Lin. No.: 00019
Solution File No.: 01736 Soln. Date: 12/07/2013 Soln. No.: 00167
Sequential File No.: 01736 File Date:  12/07/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S83-0338
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot:  13C111 Bottle No.: 0304
Function Result Time Temperature Comment(s)
%BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 19:008
Control 1 EC 0.103% 19:008 34.0°C #kk TEST PASSED ##%
Control 1 IR 0.103% 19:008 34.0°C k% TEST PASSED ##%
Ambient Air Blank 0.000% 19:018
Control 2 EC 0.102% 19:028 34.0°C *** TEST PASSED #%%
Controt 2 IR 0.103% 19:028 34.0°C ### TEST PASSED %%
Ambient Air Blank 0.000% 19:038
Control 3 EC 0.102% 19:038 34.0°C *¥% TEST PASSED ¥
Control 3 IR 0.102% 19:038 34.0°C #%% TEST PASSED *%%
Ambient Air Blank 0.000% 19:045

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH MI: -

Badge No.: 190
Signature: ﬂ/z_ (),.\/« %0 Date: 12/07/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIIE-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D,
Calibration File No.: 01684 Calib. Date: 08/29/2013 Calib. No.: 00022
Certification File No.: 01685 Cert. Date: 08/29/2013 Cert. No.: 00019
Linearity File No.: 01686 Lin. Date: 08/29/2013 Lin. No.: 00019
Solution File No.: 01727 Soln. Date: 11/20/2013 Soln. No.: 00166
Sequential File No.: 01727 File Date:  11/20/2013
Calibrating Unit: WET ‘ Model No.: CU-34 Serial No.: DDUN S$3-0338
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot: 13C111 Bottle No.: 0308
Function Result Time Temperature Comment{s)
BBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 20:178
Controt 1 EC 0.102% 20:188 34.0°C *#k TEST PASSED %%
Contirol 1 IR 0.102% 20:188 34.0°C #4k TEST PASSED #%
Ambient Air Blank 0.000% 20:198
Control 2 EC 0.101% 20:19S 34,0°C *3% TEST PASSED %
Control 2 IR 0.102% 20:198 34.0°C w4k TEST PASSED %
Ambient Air Blank 0.000% 20:208
Control 3 EC 0.101% . 20:218 34.0°C #+% TEST PASSED *¥%
Control 3 IR 0.102% 20:218 34.0°C ¥k TEST PASSED %%
Ambient Air Blank _ 0.000% 20:228

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP} Chief Forensic Scientist.

Changed By:

Last Name: FABIANI First Name: P MI: E
/é Badge No.: 187
Signature: / 4 2/ 7 Date: 11/20/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKINI-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01684 Calib, Date: 08/29/2013 Calib. No.: 00022
Certification File No.: 01685 Cert. Date:  08/29/2013 Cert. No.: 00019
Linearity File No.: 01686 Lin. Date:  08/29/2013 Lin. No.: 00019
Solution File No.: 01726 Soln. Date: 11/20/2013 Soln. No.: 00165
Sequential File No.: 01726 File Date:  11/20/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN §3-0338
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot:  13C111 Bottle No.: 0310
Function Result Time Temperature Comment(s)

%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 18:228
Control 1 EC 0.103% 18:238 34.0°C CONTROL TEST FAILED
Control 1 IR 0.105% . 18:238 34.0°C CONTROL TEST FAILED
Ambient Air Blank 0.000% 18:248
Control 2 EC 0.103% 18:248 34.0°C #¥4 TEST PASSED ##%
Control 2 IR 0.102% 18:248 34.0°C #4k TEST PASSED ##%
Ambient Air Blank 0.000% 18:258
Control 3 EC 0.102% 18:26S - 34.0°C *% TEST PASSED #%%
Control 3 IR 0.103% 18:26S 34.0°C *%% TEST PASSED ###

Ambient Air Blank 0.000% 18:268

Test results are not within acceptable range.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By: .
Last Name: FABIANI First Name: P MI: E

Badge No.: 187
Signature: ”/4 ‘/ﬂaj Date: 11/20/2013




Calibrating Unit
‘New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSF. P.D.
Calibration File No.: 01684 Calib. Date: 08/29/2013 Calib. No.: 00022
Certification File No.: 01685 Cert, Date: 08/29/2013 Cert. No.: 00019
Linearity File No.: 01686 Lin. Date: 08/29/2013 Lin. No.: 00019
Solution File No.: 01711 Soln. Date: 10/19/2013 Soln. No.: 00164
Sequential File No.: 01711 File Date:  10/19/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN $3-0338
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot: 13C111 Bottle No.: 0315
Function Result Time Temperature Cormment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:56D -
Control 1 EC 0.102% 17:57D 34.0°C #k TEST PASSED ##%
Control 1 IR 0.102% 17:57D 34.0°C *4k TEST PASSED #%*
Ambient Air Blank 0.000% - 17:57D
Control 2 EC 0.101% 17:58D 34.0°C % TEST PASSED %%
Control 2 IR 0.101% 17:58D 34.0°C x4k TEST PASSED #%%
Ambient Air Blank 0.000% 17:59D
Control 3 EC 0.101% 17:59D 34.0°C *k TEST PASSED *%%
Control 3 IR 0.103% 17:59D 34.0°C Fwk TEST PASSED %ok

Ambient Air Blank 0.000% 18:00D

All tests within acceptable tolerance,

‘ On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI

First Name: P MI: E
Badge No.: 187
I ]
Signature: %é/ é L €77 Date: 10/19/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSE. P.D,
Calibration File No.: 01684 Calib. Date: 08/29/2013 Calib. No.: 00022
Certification File No.: 01685 Cert. Date: 08/29/2013 Cert. No.: 00019
Linearity File No.: 01686 Lin, Date:  08/29/2013 Lin. No.: 00019
Solution File No.: 01699 Soln. Date: 09/28/2013 Soln. No.: 00163
Sequential File No.: 01699 . File Date:  09/28/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 83-0338
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot: 13C111 Bottle No.: 0312
Function _ Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:07D .
Control 1 EC - 0.101% 17:07D - 34.0°C F ik TEST PASSED %%
Control 1 IR T0.102% 17:07D 34.0°C *4k TEST PASSED *#%
Ambient Air Blank ) 0.000% 17:08D
Control 2 EC o 0.101% . 17:09D 34.0°C ¥k TEST PASSED *#%
Control 2 IR i 0.101% ~ 17:09D 34.0°C #k TEST PASSED #k
Ambient Air Blank 0.000% 17:09D
Control 3 EC 0.101% 17:10D 34.0°C Fkk TEST PASSED s
Control 3 IR 0.101% 17:10D . 34.0°C #k% TEST PASSED ##x%
Ambient Air Blank 0.000% , 17:11D

All tests within acceptabie tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH MI: -

, Badge No.: 190
Signature:  ffp ﬂ /%0 Date: 09/28/2013

i




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D. _
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert, Date: 04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01682 Soln. Date: 08/26/2013 Soln. No.: 00161
Sequential File No.: 01682 File Date:  08/26/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S3-0339
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot: 13C111 Bottle No.: 0320
Function Result Time Temperature Comment(s)

T GBAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 04:05D
Control 1 EC 0.099% 04:05D 34.0°C #¥% TEST PASSED #%x
Control 1 IR 0.100% 04:05D 34.0°C #4k% TEST PASSED #%*
Ambient Air Blank 0.000% 04:06D
Control 2 EC 0.098% 04:067D 34.0°C 4t TEST PASSED **
Control 2 IR 0.098% 04:07D 34.0°C #okk TEST PASSED k%
Ambient Air Blank 0.000% 04:07D
Control 3 EC 0.098% 04:08D 34.0°C dokk TEST PASSED
Control 3 IR 0.098% 04:08D 34,0°C F% TEST PASSED *kk
Ambient Air Blank 0.000% 04:09D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: FABIANI / First Name: MI: E
Badge No.: 187
Signature: / / L "/ f 7 Date: 08/26/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D. .
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert. Date: 04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01675 Soln. Date: 08/05/2013 Soln. No.: 00160
Sequential File No.: 01675 File Date:  08/05/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN $3-0339
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot: 13C111 Bottle No.: 0324
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 12:18D
Control 1 EC 0.098% 12:19D 34.0°C sk TEST PASSED s
Control 1 IR 0.100% 12:19D 34.0°C #=#%k TEST PASSED ##*
Ambient Air Blank 0.000% 12:19D
Control 2 EC 0.098% 12:20D 34.0°C #x TEST PASSED #%
Control 2 IR 0.096% 12:20D 34.0°C ##% TEST PASSED #%%
Ambient Air Blank 0.000% 12:21D
Control 3 EC 0.097% 12:21D 34.0°C *#% TEST PASSED #%%
Control 3 IR 0.097% 12:21D 34.0°C #k TEST PASSED ###
Ambient Air Blank 0.000% 12:22D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: SULZBAC rst Name: CHRIS MI: L
/ Badge No.: 127
Signatur ,,-J Date: 08/05/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIH-C - Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00023
Certification File No.: 01610 Cert. Date:  04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01664 Soln. Date: 07/13/2013 Soln. No.: 00159
Sequential File No.: 01664 File Date:  07/13/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S$3-0339
Control Solution %:  0.100% Expires:  03/12/2015
Solution Control Lot: 13CI111 Bottle No.: 0319
Function Result Time Temperature Comment(s)
Z%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 04:23D
Control 1 EC 0.098% 04:24D 34.0°C #4k TEST PASSED ###
Control 1 IR 0.097% 04:24D 34.0°C #4k TEST PASSED #ok#
Ambient Air Blank 0.000% 04:24D
Control 2 EC 0.097% 04:25D 34.0°C ##4% TEST PASSED %%k
Control 2 IR 0.097% 04:25D 34,0°C % TEST PASSED ##
Ambient Air Blank 0.000% 04:26D
Control 3 EC 0.097% 04:26D 34.0°C #3% TEST PASSED #%#
Control 3 IR 0.099% 04:26D 34.0°C ¥4t TEST PASSED ##%
Ambient Air Blank 0.000% 04:27D 3

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P MI:E

Badge No.: 187
Signature: ,@ / / . Date:  07/13/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib, No.: 00021
Certification File No.: 01610 Cert. Date:  04/05/2013 Cert. No.: 00018
Iinearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01659 Soln. Date: 07/01/2013 Soln. No.: 00158
Sequential File No.: 01659 File Date:  07/01/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S83-0339
Control Solution %:  0.100% Expires:  03/12/2015
Solution Conirol Lot:  13C111 Bottle No.: 0666
Function Result Time Temperature Comment(s)

' Z%BAC HH:MM  Simulator (°C) or Error{s)
Ambient Air Blank 0.000% 13:04D
Control 1 EC 0.098% 13:05D 34.0°C sk TEST PASSED #%#*
Control 1 IR 0.098% 13:05D 34,0°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 13:06D
Control 2 EC 0.097% 13:06D 34.0°C #x4 TEST PASSED #%%
Control 2 IR 0.097% 13:06D 34.0°C #kk TEST PASSED %
Ambient Air Blank 0.000% 13:07D
Controi 3 EC 0.098% 13:08D 34.0°C ##d TEST PASSED sk
Control 3 IR 0.098% 13:08D 34.0°C sk TEST PASSED #*
Ambient Air Blank 0.000% 13:08D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Temperature Probe Serial Number: D> Uj £ Z-/3 ? @

Changed By:
Last Name: GIBSON First Name: MICHAEL MIL: P

| : Y / ] - Badge No.: 6353
© Signature: %/L M/,qu ﬂ)p Mb’h—ﬂ é?ﬁ? Date: 07/01/2013
i 7




State of Neto Jersey

OFFICE OF THE ATTORNEY GENERAL
CHRrIS CHRISTIE DEPARTMENT OF LAW AND PUBLIC SAFETY JEFFREY S. CHIESA
Governgr DaviSION OF STATEPOLICE Attorney General
: POST OFFICE BOX 7068
KiM GUADAGNO WEST TRENTON, NJ 08628-0068 _CoLONEL JosEPH R. FUENTES
Lt Governor (669) 882-2600 Superintendent

CERTIFICATION OF ANALYSIS
0.10 PERCENT BREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, but
not exceeding, the range of 0.1174 to 0.1246 grams per 100 milliliters of solution,

MANUFACTURER: Draeger Safety, Inc. ANALYSIS DATE: 4/4/2013
BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 13C111

Representative samples of the above-referenced Lot Number were tested by Gas Chromatography and found to have a mean ethyl alcohol
concentration range of 0.1225 to 0.1232 grams per 100 milliliters of solution, :

This lot of breath alcohot simulator solution may be utilized as a known traceable standard for the purpose of conducting periodic tests,
pursuantto N.J.A.C. 13:51-4.3, of approved breath test instruments (N.J.A.C. 13:51-3.5) utilized by law enforcement agencies in this State.
The manufacturer’s expiration date for this lot of breath alcohol simulator solution is March 12. 2015.

As Research Scientist for the Division of State Police, I hereby certify and attest that the tests and results documented in this Certificate of
Analysis were performed at the Office of Forensic Sciences of the Division of State Police on properly fanctioning and calibrated
instruments and equipment. All procedures utilized are accurate, objective, and performed on a routine basis by personnel within the Office
of Forensic Sciences, in accordance with their professional duties and responsibjlities.

Ali M Alaoui 1=11.lfé‘_K

Rcseérch Scientist
NISP Office of Forensic Sciences

Sworn tg and subscribed before me this 2 __dayof W , 2013,

No

"An Internationally Accredited Agency™

New Jersey Is An Eqital Opporaunity Employer
Frinted on Recycled Paper and Recyclable




Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert. Date: 04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01654 Soln. Date: 06/19/2013 Soln. No.: 00157
Sequential File No.: 01654 File Date:  06/19/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 5$3-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot:  12F102 Bottle No.: 0875
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 22:24D
Control 1 EC 0.097% 22:24D 34.0°C *4% TEST PASSED #k
Control 1 IR 0.096% 22:24D 34.0°C w4k TEST PASSED %%
Ambient Air Blank 0.000% 22:25D
Control 2 EC 0.096% 22:26D 34.0°C #k TEST PASSED ##%
Control 2 IR 0.096% 22:26D 34.0°C w4k TEST PASSED %%
Ambient Air Blank 0.000% 22:26D
Control 3 EC 0.096% 22:27D 34.0°C #kk TEST PASSED ***
Control 3 IR 0.097% 22:27D 34.0°C *#% TEST PASSED. #k
Ambient Air Blank 0.000% 22:27D

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P MI: E

@ / Badge No.: 187
Signature: ' s/F 7 7 Date: 06/19/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D,
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert. Date:  04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01648 Soln. Date: 06/13/2013 Soln. No.: 00156
Sequential File No.: 01648 File Date:  06/13/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S83-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot:  12F102 Bottle No.: 0860
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:22D
Control 1 EC 0.096% 11:22D 34.0°C w44 TEST PASSED 4%
Conirol 1 IR 0.096% 11:22D 34.0°C w2k TEST PASSED *%%
Ambient Air Blank 0.000% 11:23D -
Control 2 EC ' 0.096% 11:24D 34.0°C #4% TEST PASSED ##%
Control 2 IR 0.097% 11:24D 34.0°C #okk TEST PASSED
Ambient Air Blank 0.000% 11:24D '
Control 3 EC 0.097% 11:25D 34.0°C ##% TEST PASSED #%%
Control 3 IR 0.097% 11:25D 34.0°C #ick TEST PASSED ##%

Ambient Air Blank 0.000% 11:26D

All tests within acceptable tolerance.

On this date, T installed the above indicated "NEW SOLUTION" in acordance with
Aleotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: SULZBACH

7

irst Namg: CHRIS MI: L
' Badge No.: 127

& P Date: 06/13/2013

[

Signature:




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert. Date: 04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01644 Soln. Date: 05/27/2013 Soln. No.: 00155
Sequential File No.: 01644 File Date:  05/27/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 83-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot: 12F102 Bottle No.: 0870
Function Result Time Temperature Comment(s)
%BAC HH:MM Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 17:03D
Control 1 EC 0.097% 17:04D 34.0°C *k%x TEST PASSED %
Controi 1 IR 0.098% 17:04D 34.0°C s TEST PASSED %%
Ambient Air Blank 0.000% 17:04D
Control 2 EC 0.097% 17:05D 34.0°C *k TEST PASSED ##%
- Control 2 IR 0.097% 17:05D 34,0°C 8 TEST PASSED %%
Ambient Air Blank 0.000% 17:06D
Control 3 EC : 0.098% 17:06D 34.0°C ik TEST PASSED i
Control 31IR 0.096% 17:06D 34.0°C *kk TEST PASSED ¢4
Ambient Air Blank 0.000% 17:07D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: FABIANI First Name: P MI: E
/ Badge No.: 187

Signature: 4/ [F 7 Date: 05/27/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D. :
Calibration File No.: 01609 Calib, Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert. Date:  04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01641 Soln. Date: 05/18/2013 Soln. No.: 00154
Sequential File No.: 01641 File Date:  05/18/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S3-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Controf Lot: 12F102 Bottle No.: 0864
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 03:23D
Control 1 EC 0.097% 03:23D 34.0°C % TEST PASSED ¥
Control 1 IR 0.096% 03:23D 34.0°C w0k TEST PASSED %%
Ambient Air Blank 0.000% 03:24D
Control 2 EC 0.096% 03:25D 34.0°C #¥k TEST PASSED %%
Control 2 IR 0.096% 03:25D 34.0°C #ick TEST PASSED %
Ambient Air Blank 0.000% (3:26D
Control 3 EC 0.096% 03:26D 34.0°C w4k TEST PASSED %%
Control 3 IR 0.097% 03:26D 34.0°C wdok TEST PASSED %%
Ambient Air Blank 0.000% 03:27D

All tests within acceptable tolerance,

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name:; P MI: E

/ // Badge No.: 187
Signature: Z/ YET Date: 05/18/2013
/—




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert. Date:  04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01639 Soln. Date:  05/16/2013 Soln. No.: 00153
Sequential File No.: 01639 File Date:  05/16/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 83-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot: 12F102 Bottle No.: 0853
Function Result Time Temperature Commeni(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:10D
Control 1 EC 0.096% 11:10D 34.0°C #ick THST PASSED %%+
Control 1 IR 0.096% 11:10D 34.0°C w4k TEST PASSED #+
Ambient Air Blank 0.000% 11:11D .
Control 2 EC 0.095% 11:12D 34.0°C #k TEST PASSED *%*
Control 2 IR 0.097% 11:12D 34.0°C #kk TEST PASSED %%
Ambient Air Blank 0.000% 11:12D
Control 3 EC 0.097% 11:13D 34.0°C ##% TEST PASSED #*%
Control 3 IR 0.097% 11:13D 34.0°C *+x TEST PASSED #%%
Ambient Air Blank 0.000% 11:14D

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP} Chief Forensic Scientist.

First Name: CHRIS MI: L
i Badge No.: 127
Date: 05/16/2013

T~

Changed By:
Last Name: SULZBACH

Signature:




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D,
Calibration File No.: {1609 Calib. Date: 04/05/2013 Calib. No.: 00021
Certification File No.: 01610 Cert. Date:  04/05/2013 Cert. No.: 00018
Linearity File No.: 01611 Lin. Date:  04/05/2013 Lin. No.: 00018
Solution File No.: 01630 Soln. Date: 04/27/2013 Soln. No.: 00151
Sequential File No.: 01630 File Date:  04/27/2013 '
Calibrating Unit: WET Model No.: CU-34 . Serial No.: DDUN 83-0339
Control Solution %:  0.100% - Expires:  06/28/2014
Solution Control Lot:  12F102 Bottle No.: 0858
Function Result Time Temperaiure Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 04:31D
Control 1 EC 0.097% 04:31D 34.0°C ##*k TEST PASSED *%%
Control 1 IR 0.096% 04:31D 34.0°C F*% TEST PASSED *%%*
Ambient Air Blank 0.000% 04:32D
Control 2 EC 0.096% 04:33D 34.0°C *¥% TEST PASSED *%%
Control 2 IR 0.097% 04:33D 34.0°C ##% TEST PASSED *¥%
Ambient Air Blank 0.000% 04:33D
Control 3 EC 0.096% 04:34D 34.0°C *+% TEST PASSED *%%
Control 3 IR 0.096% 04:34D 34.0°C #%% TEST PASSED ##%
Ambient Air Blank 0.000% 04:35D

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH MI: -

Badge No.: 190
Signature: p&,ﬂkh—-——?& {Po Date: 04/27/2013




Calibrating Unit
New Standard Solution Report

Equipment Aleotest 7110 MKII-C Serial No.: ARUM-0066

Location: PENNSAUKEN TWSP. P.D.

Calibration File No.: 01609 Calib. Date: 04/05/2013 Calib. No.: 00021

Certification File No.: 01610 Cert. Date: 04/05/2013 Cert. No.: 00018

Linearity File No.: Ols611 Lin. Date:  04/05/2013 Lin. No.: 00018

Solution File No.: 01624 Soln. Date: 04/20/2013 Soln. No.: 00150

Sequential File No.: 01624 File Date:  04/20/2013

Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 8§3-0339

Control Sclution %:  0.100% Expires:  06/28/2014

Soluticn Control Lot:  12F102 Bottle No.: 0869

Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error{s)

Ambient Air Blank 0.000% 22:54D

Control 1 EC 0.098% 22:55D 34.0°C #iak TEST PASSED #ekx

Control 1 IR 0.096% 22:55D 34.0°C #k TEST PASSED ##%

Ambient Air Blank 0.000% 22:56D

Control 2 EC 0.097% 22:56D 34.0°C #4% TEST PASSED *#*

Control 2 IR 0.096% 22:56D 34.0°C *x% TEST PASSED ##*

Ambient Air Blank 0.000% 22:57D

Control 3 EC 0.097% 22:58D 34.0°C wisk TEST PASSED %%

Control 3 IR 0.096% 22:58D 34.0°C #4* TEST PASSED #%%

Ambient Air Blank 0.000% 22:58D

Al tests within acceptable tolerance. (_/‘

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.’

Changed By:
Last Name: FABIANI First Name: P MI: E

% ; / i Badge No.: 187
Signature: / ’/f 7 Date: 04/20/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066

Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01496 Calib. Date: 10/16/2012 Calib. No.: 00020
Certification File No.: 01497 Cert. Date: 10/16/2012 Cert. No.: 00017
Linearity File No.: 01498 Lin. Date:  10/16/2012 Lin. No.: 00017
Solution File Ne.: 01599 Soln. Date: 03/18/2013 Soln. No.: 00148
Sequential File No.: 01599 File Date:  03/18/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 83-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot: 12F102 _ Bottle No.: 0863
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 22:098
Control 1 EC 0.099% 22:108 33.9°C Fk TEST PASSED %%
Control 1 IR 0.098% 22:108 33.9°C *dk TEST PASSED k%
Ambient Air Blank 0.000% 22:118
Control 2 EC 0.098% 22:128 34.0°C *#% TEST PASSED %%
Control 2 IR 0.099% 22:128 34.0°C *ik TEST PASSED #%%
Ambient Air Blank 0.000% 22:128
Control 3 EC 0.099% 22:138 34.0°C #k TEST PASSED #%%
Control 3 IR 0.099% 22:135 34.0°C #kk TEST PASSED ##%
Ambient Air Blank 0.000% 22:148

All tests within acceptable tolerance,

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: H First Name: GERALD MI: F.

L
;ng Badge No.: 149
Signature: /A H«:M./;aj- /'7/7 Dater 03/18/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C' Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01496 Calib. Date: 10/16/2012 Calib. No.: 00020
Certification File No.: 01497 Cert. Date: 10/16/2012 Cert. No.: 00017
Linearity File No.: 01498 Lin. Date: 10/16/2012 Lin. No.: 00017
Solution File No.: 01586 Soln. Date: 02/21/2013 Soln. No.: 00147
Sequential File No.: 01586 File Date:  02/21/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN S§3-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot: 12F102 , Bottle No.: 0866
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error{(s)
Ambient Air Blank 0.000% 02:548
Control 1 EC 0.102% 02:558 34.0°C % TEST PASSED ##+
Control 1 IR 0.101% 02:558 34.0°C **%k TEST PASSED #%*
Ambient Air Blank 0.000% 02:568
Controel 2 EC 0.100% 02:565 34.0°C **% TEST PASSED ##*
Control 2 IR 0.101% 02:568 34.0°C #*¥k TEST PASSED #¥*
Ambient Air Blank 0.000% 02:578
Control 3 EC 0.101% 02:588 34.0°C #%% TEST PASSED *#%*
Control 3 IR 0.101% 02:588 34.0°C *#% TEST PASSED *%#
Ambient Air Blank 0.000% 02:598

All tests within acceptable tolerance.

On this date, I installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NISP) Chief Forensic Scientist.

Changed By:
Last Name: KUCHMEK First Name: JOSEPH MI: -

/ &\-—&7 ' Badge No.: 190 '
Signature: 7 & Date: 02/21/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01496 Calib, Date: 10/16/2012 Calib. No.: 00020
Certification File No.: 01497 Cert. Date:  10/16/2012 Cert. No.: 00017
Linearity File No.: 01498 Lin. Date:  10/16/2012 Lin. No.: 00017
Solution File No.: 01568 Soln. Date: 01/31/2013 Soln. No.: 00146
Sequential File No.: 01568 File Date:  01/31/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 53-0339
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot:  12F102 Bottle No.: 0861
Function Result Time Temperature Comment(s)
%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 10:258
Control 1 EC 0.100% 10:268 34.0°C #xx TEST PASSED ###
Control 1 IR 0.102% 10:265 34.0°C *kk TEST PASSED #t
Ambient Air Blank 0.000% 10:278
Control 2 EC 0.101% 10:288 34.0°C #%% TEST PASSED ##%
Control 2 IR 0.100% 10:288 34.0°C ##% TEST PASSED ##%
Ambient Air Blank 0.000% 10:2858
Control 3 EC 0.100% 10:298 34.0°C ##% TEST PASSED ##%%
Control 3 IR 0.101% 10:298 34.0°C #+#% TEST PASSED ##%
Ambient Air Blank 0.000% 10:308

All tests within acceptable tolerance.

On this date, I instailed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

TEELNTULE (HOBE SEAZAC pAmBEL PDUT P2~/ 55 @

Changed By:
Last Name: GIBSON First Name: MICHAEL MI: P

' / = Badge No.: 6353 1
Signature: :7/("%/ 37 (753 Date: 01/31/2013 ‘

v




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01496 Calib. Date: 10/16/2012 Calib. No.: 00020
Certification File No.: 01497 Cert. Date: 10/16/2012 Cert. No.: 00017
Linearity File No.: 01498 Lin. Date: 10/16/2012 Lin. No.: 00017
Solution File No.: 01554 Soln. Date: 01/16/2013 Soln. No.: 00145
Sequential File No.: 01554 File Date:  01/16/2013
Calibrating Unit: WET Meodel No.: CU-34 Serial No.: DDUN S3-0341
Control Solution %:  0.100% Expires:  06/28/2014
Solution Control Lot:  12F102 ~ Bottle No.: 0862
Function Result Time Temperature Comiment(s)
%BAC HH:MM  Simulator (°C) ~ or Error(s)

Ambient Air Blank 0.000% 23:378
Control 1 EC 0.099% 23:388 34.0°C ok TEST PASSED ¢
Control 1 IR 0.099% 23:383 34.0°C #Hot TEST PASSED
Ambient Air Blank 0.000% 23:388
Control 2 EC 0.098% 23:395 34.0°C #% TEST PASSED ¥k
Control 2 IR 0.098% 23:398 34.0°C ik TEST PASSED *#*
Ambient Air Blank 0.000% 23:408

" Control 3 EC 0.098% 23:418 34.0°C #i% TEST PASSED #
Control 3 IR 0.098% 23:418 34.0°C #ik TEST PASSED et

Ambient Air Blank 0.000% 23:418

All tests within acceptable tolerance.

On this date, 1 installed the above indicated "NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:
Last Name: FABIANI First Name: P MI:E

) / ; p Badge No.: 187
Signature: z,[/ / HEDS Date: 01/16/2013




Calibrating Unit
New Standard Solution Report

Equipment Alcotest 7110 MKIII-C Serial No.: ARUM-0066
Location: PENNSAUKEN TWSP. P.D.
Calibration File No.: 01496 Calib. Date: 10/16/2012 Calib. No.: 00020
Certification File No.: (01497 ‘Cert. Date:  10/16/2012 Cert. No.: 00017
Linearity File No.: 01498 Lin. Date: 10/16/2012 Lin, No.: 00017
Sotution File No.: 01544 Soln. Date: 01/02/2013 Soln. No.: 00144
Sequential File No.: 01544 File Date:  01/02/2013
Calibrating Unit: WET Model No.: CU-34 Serial No.: DDUN 8§3-0341
Control Solution %:  0.100% _ Expires:  06/08/2014
Solution Control Lot:  12F102 Bottle No.: 0857
Function Result Time Temperature Comment(s)
Z%BAC HH:MM  Simulator (°C) or Error(s)
Ambient Air Blank 0.000% 11:498
Control 1 EC 0.099% 11:508 34.0°C *¥% TEST PASSED *#%
Controt 1 IR 0.099% 11:508 - 34,0°C #¥kk TEST PASSED %
Ambient Air Blank 0.000% 11:508
Control 2 EC 0.098% 11:518 34.0°C #ick TEST PASSED *#%
Control 2 [R 0.099% 11:518 34.0°C ¥4k TEST PASSED *#%
Ambient Air Blank 0.000% i1:528 '
Control 3 EC 0.099% 11:528 34.0°C #k TEST PASSED ##%
Control 3 IR 0.100% 11:528 34.0°C F## TEST PASSED sk
Ambient Air Blank 0.000% 11:538

All tests within acceptable tolerance.

On this date, T installed the above indicated "NEW SOQLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forensic Scientist.

Changed By:

Last Name: SAMPSON First Name: OFFICER MI: .
- . Badge No.: 142

Signature: L/-7” vl ﬁ%//’?pyj #/ //'/Z-“ ' Date: 01/02/2013




