
Alcotest 7110 Calibration Record
Equipment
Location:
Calibration File No.:
Certification File No
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7r:
Solution Control Lot:

Coordinator
Last Name: WATSON

Signature

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02804 Calib. Date; 1012412018
02734 Cert. Date: 0511612018
02735 Lin. Date: 0511612018
02798 Soln. Date: 10ll3l20l8
02804 File Date: 1012412018

Serial No.: ARUM-0051

WET
0.10OVo

17230

Model No.: CU-34 Serial No.: DDUN 53-0338
Expires: 0810712019
Bottle No.: 0637

Ml: R

Calib. No.
Cen. No.;
Lin. No.:
Soln. No.:

00036
00031
00030
00297

Fi N;une: MATTHEW

tBlack Key Temperature Probe Serial...........................

aDigital NIST Tempemtur€ Measuring System Serial... #

7d7

L4

i&t*

+"i

law, "Chem Regulations " N.J.A.C, 13:51, I am aduly
rvith

tist of
appointed Test Coo
"Calibration

!lthe Division of S lice, on approved iilstruments employing
infrared analysis and
dual system of chem

lized rn a single approved instrument as a
testing. consisteltt with. the current "Calibration

Chcck Procedure for Chicf Forcnsic Scjentist, I performed a
Calibration Check on the ed on this cerlificate. The results olrry
Calibration Check are consists of two parts on two pages: Part
I - Control Tests; and Part tr - fyTES that the foregoing statemgnts made by rne
are true. I am aware that if any foregoing statem ents nrade by me are wilfully false, I am
subject to punishment.

7

Badge No.: 7078
Date: 1012412018

v

oi}jcial



Equipment
l,ocation:
Calibration File No.:
Certification File No.:
Linearity File No.:
Solution File No.:
Sequential Fite No.:

Catibrating Unit:
Control Solution 70;

Solution Control lrt:

Function

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
O28O4 Calib. Date
02805 Cen. Date:
02735 Lin. Date:
02798 Soln. Date:
02805 File Date:

Calib. No.: 00036
Cen. No.: 00032
Lin. No.: 00030
Soln. No.: 00297

10/24t2018
10124t20t8
05116/2018
10113t2018
10124120't8

Temperaturc
Simulator ("C)

Result
ToBAC
0.0007o
0.100Vo
0.l00Vo
0.00OVo

O.098Vo

O.099Vo

0.000%o

0.0987o
0.0997o
0.000Va

Time
HH:MM
I l;09D
11:10D
11: l0D
11:10D
11:11D
l1;11D
1l : l2D
l1:12D
1l:12D
I l:l3D

Model No.: CU-34

Serial No.: ARUM-0051

Scrial No.: DDUN 53-0338
Expires: 0810712019

Bottle No.: 0637

Comment(s)
or Error(s)

MI: R

7078
$12412018

WET
0.1007o
17230

Ambient Air Blank
Control 1 EC
Contml 1 IR
Ambient Air Blank
Control 2 EC
Controt 2 IR
Ambienl Air Blank
Control 3 EC
Control 3 IR
Ambient Air Blank

33.9. C
33.9. C

+++ TEST PASSED ***
X** TEST PASSED ***

34.0"C
34.0.C

r.xx TEST PASSED ***
1+:F TEST PASSED **{,

*** TEST PASSED ***
+++ TEST PASSED *r.*

MATTHEW

All tesls within,rcc(.plable lolerance.

Coordinator
I-ast Name: WA'l'SON rst N

Pursuant ro law, and the "Chenlcal Breatb Testing Rceulations" N.J.A.C. l3:51. I am a du ly
appointed Brcath Test Coordinator/lnstnrctor.r ..:,la:dny official crpacity, and consistent lvirh
"Calibration Check Fqocedure for Alcotest 7l I0," a!esrablishctl by the ChiefForensic Scientisr of
the Division of statc Policc, I perlomr calibr&tion chccks on appro\cd insrrumer)ts emplolrrr--
infrarcd analysis and electrocheqrii-cal analysii;'*tir{i fitiliz-ed in a single approved instrumcnt as 1
dual systcm ofchcmical brcath restrng. Pursuant ao, and consisrcnt ii,h,li," .rrr.n, ,'Calibrarr,rl

Check Pr<rcedure for Alcotost 7ll0,"as esdtisbedbythe ( hrel Ftxensic Scientist, I perfonnetl a
Calibration Check on thc appro:r.ed i::strument iderrtified on this ccrtificate. The resuls ol my
Calibration Check are recorded.on rhis certificztg ttich consrsrs of two parts on two pages: part
I - Control Tests: and Part II - Linear.ity Tests. I cq4i$ that thr.. foregoitg statements maie by me
are true. I am aware that if any of the foregoing rgterncnrs mrde by me are willully false. I am
subjet't to punishment.

Alcotest 71 10 Calibration Certificate
PartI-ControlTests

34.0'C
34.0'C

Signature:
i

.Badge No.:
'Datc:



Alcotest 71 10 Calibration Certificate
Part II - Linearity Tests

Equipment
Location;
Calibration Fite No.:
Certification File No.
Linearity File No.:
Solution File No.:
Sequential File No.:

Calibrating Unir:
Control Solution 7o:

Solution Control I-ot

Calibrating Unit:
Control Solution 70:
Solution Control Lot:

Almtest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02804 Calib. Date: 1012412018
02805 Cert. Date: 1012412018
02806 Lin. Date: 1012412018
02?98 Soln. Date: 1011312018
02806 File Date: 1012412018

Scrial No.: ARUM-0051

Calib. No.
Cen. No.:
Lin. No.:
Soln. No.:

00036
00032
00031
00297

Function

Ambient Air Blank
Control 1 EC
Control I IR
Ambient Air Btank
Control 2 EC
Control 2 IR
Ambient Air Btank
Control 3 EC
Control 3 IR
Ambient Air Btank
Conrot 4 EC
Control 4 IR
Ambient Air Blank
Control 5 EC
Controt 5 IR
Ambient Air Blank
Control 6 EC
Control 6 IR
Ambient Air Blank

All tests within acceptable tolerance

Coordinator
Last Name: WATSON

34.0"C
34.0'C

**t TEST PASSED +++
+++ TEST PASSED **X

Serial No.: DDWF 53-0223
Expires: 0811512019
Bottle No.: 0256

Serial No.: DDWF 53-0225
Expires; 0812112019
Bottle No.: 1383

Comment(s)
or Error(s)

x** TEST PASSED ***
x** TEST PASSED ++,i

+*+ TEST PASSED ***
**+ TEST PASSED *II

Badge No.: 7078
Date: 1012412018

WET
0.0407o
17240

WET
0.O8O7o

r7250

WET
0.1607o
17260

Model No.: CU-3,{

Model No.: CU-34

Model No.: CU-34

Serial No.
Expires:
Bottlc No.

DDXD S3-0187
0811012019

0320

Result
VoBAC
0.OOIVo

0.0427o
0.0427o
0.000Vo
0.0417o
0.04l7o
0.0007o
0.087Vo
0.O807a

0.000Vo
O.0797o

0.07970
0.0O07a

0.1607o
0.1597a
0.000Vo
O.7587o

0.1587o
0.000Vo

Time
HH:MM
11:23D
11:23D
11|23D
1l:25D
ll:.25D
11:.25D
ll:27D
l1 27D
11:.27D
11:29D
ll:29D
ll:.29D
11:31D
I l:31D
11:3lD
11:33D
I l:34D
1 l:34D
I 1:35D

Temperaturc
Simulator ("C)

34.0"C
34.0.C

34.0"C
34.0"C

34.0"C
34.0.C

*++ TEST PASSED *++
*** TEST PASSED +**

34.0"C
34.0"C

+** TEST PASSED ***
*** TEST PASSED ***

34.0"C
34.0.C

**+ TEST PASSED r*+
+++ TEST PASSED ***

First Name: MATTHEW

Signature: $>o zg
MI: R

Calibrating Unit:
Control Solution 7r;
Solution Control Lot:



Calibrating Unit
New Standard Solution Report

Equipment
Ircation:
Calibration File No.:
Certification File No.:
Linearity File No.:
Sotution File No.:
Sequential File No.:

Calibrating Unit:
Control Solution 7o:

Solution Conrol Lot:

Functi()n

Alcotest 7110 MKIII-C
PENNSAUKEN TWSP. P.D.
02804 Calib. Date; 1012412018
02805 Cert. Date: 1012412018
02806 Lin. Date: 1012412018
02807 Soln. Date: 1012412018
02807 Fite Date: 1012412018

Serial No.: ARUM-0051

Catib. No
Cert. No.
Lin. No.:
Soln. No.

00036
00032
00031
00298

WET
0.1007o
18090

Model No.: CU-34 Serial No.: DDUN 53-0338
Expires: 0311312020
Bottle No.: 0200

Comment(s)
or Error(s)

MI:R
Badge No.: 7078
Date: 1012412018

Ambient Air Blank
Control 1 Ec
Control 1 IR
Ambient Air Btank
Control 2 EC
Control 2 IR
Ambient Air Blank
Control 3 EC
Control 3 IR
Ambient Air Btank

Result
ToBAC
0.0007o
0.70770
0.lll7o
0.000Vo
0.lOOVo

O.100Vo

0.0007o
0.1007a
0.1007o
0.OO0Vo

Time
HH:MM
12:39D
12:40D
12:.40D
12:.4OD

12:4lD
12:.4lD
12:42D
12:42D
12:.42D
12:.43D

Temperature
Simulator ("C)

34.0"C
34.0'C

++* TEST PASSED ***
xx* TEST PASSED i.*,i

34.0.C
34.0"C

*** TEST PASSED **:I
**r TEST PASSED f+*

34.0"C
34.0.C

All tests within acceptable tolerance.

On this date, I installed the above indicated 'NEW SOLUTION" in acordance with
Alcotest 7110 operator training and procedures established by the (NJSP) Chief Forcnsic Scientist.

Temperature Probe Serial Number: J
Changed By:
Last Name: WATSON

7a79
First Name: MATTHEW

Signature:

*** TEST PASSED ,r*+
++* TEST PASSED ***



Simulator

CERTIFICATE OF ACCURAGY
Thrs Certifcate orAccuracv vetrfies that lhe specified unrl has b€en examined and
found to be in comriliance'w h National Hiohrivav and Traftc Safely Admmistratron

requlations for devices used to calibrate-Evidential Breath Testers.- (F R. Vol. 59 No. 249 12,19/94 Notices)
oraegler, lnc.

d ttiodel'. ALCOTEST CU34

'o Model: MARK llA
Serial Number

D}D: 3 -o187

Techniiian: R*Certification Due Date:Certification Date:

7/3/s

ildiBer
Simulator

CERTI FICATE OF ACC U RACY
This Cerlifcate ofAcoJracy vedfes thal lhe specified unil has been examined and
found lo be in comoliance'with National tliohwav and Traffic Salety Admrnrstralion

rEoulationi br devices used lo calibrabEvidenlral Breath Testers.- (F.R. Vol 59 No 2,{9 12,19194 Notices)
OraegPr, lnc.

E ltodel. ALCOTEST CU34

' o Model: MARK IIA

O Other:

Serial Numben

DDl, F SS- 6aa3

Technician: Re-Certification Due Date:

7-/3- / I 6s 7/3/L

Drti8er

O Other:

Certification Date:



Ilrf,Ber
Simulator

CERTIFICATE OF ACCURACY
This Certficate ofAccuracv verifes that lhe sD€clfied unit has been examined ard
,ound lo be in compliance'wilh Natonal Flighway and Traffc Safety Admrnisfaton

rEgulatpns for devices us€d lo calibGte Evrdential Breath Testers.
(F.R. Vol.59 No.249 1219r'94 Notices)

Draeger, lnc"

/ Moaer xcoTEsT cu34
o Model:MARK llA

h5

Senal Number:

Re-Certification Due Date:

723r7

o Other:

Certification Date: Technician:

(oD

KOE

ildiger
Alcotest 7110 Temperature Probe

CERTIFICATE OF AGCURACY

? { 7- 7-3// 7

- _This is to ce rry that the Alcotest 7'110 Temperature Probe has be6ri tested for accuracv with
with instrurhpntalion that is lraceabie to the Nalional lnslitute of Standards and Technoloov tNIST]
The manufaciurer recomrnends accuracy vermcatlon ot itrJremrjiiatJre pr,jud niiiii" iZ'nibLi.,J

of the certification date b€low, oi sooner, according to ydur sfate,s specifrcation!. 
-'- -'-

For accurato temperaturB readings, the probo vdue oi'thia cortificate, nbteO beio,,r, must' be programmed irto the Alcotest 7110.

Serial Number Temp Probe: Certification Date: Next Certification Due:

Probe Value:

/Da Draeger, lnc. P,

7.1,a '{



Calibration complies with ISO/IEC
17025, ANSI/NCSL Z54O-1, and 9001

Calib.ation
C.ilili.€16 No 1750.01

Traceable@ Certificate of Calibration for D igital Thermometer

Manufactured for and distribut€d by: VWR lntemational, LLC, Radnor Conorale Conter, Btdg 1, Ste 2OO, 1OO Matsonford Road, Radnor. pA 19087
lnstrument ldentilication:

Model: 61220401 S/N: 170428362 Manufacturer: Control Company

S r\--z,'',.

iiffi#
'r-.Aa

Standards/Equlpment:
Description

T6mperature Calabratioo Bath TC"231
Th€misto, Module
Temperature Probe

Temperature CslibEtion Bath TC-191
Thermistor Modulo
Tedtprature Probe

Tempe.atue Calib.atidt Bath TC-21 8
Thermlsto( Prob6

Readout, Oigital Thermornot€r
Tempersture Calftration Bsth TG275

Thermistor Piobe
Roadout Dilrital Thermom€ter

Serial Number
47S341
Ax7129

5267
A4.2238
427129

5202
A73332

5356
s5c344
81638{t

5357
B5C3{4

I

I

I

f

I

I
I

f
I

i

12t01117

12tO6117

1000401760
86430059

12t01117

12119t17
1000401760
86830058-t

1t1U1A
!112118

1/06/18
3t12118

871M023
87314035

Certificate lnformation:
Tedrnician: 104 Procedure: CAL-06
Tesl Conditions: 23.5"C 50.0 %RH 1014 mBar

Cal Dater 6rc8/17 Due Date: 6/08/19

calibratlon Data: (New lnstrument)

0.002 0.000 -0 048

25.003 25.OO1 0 010

50.002 50.001

24.953

49.952 50.052 0.010

100.001 99 999 99.9sf 100.051 0.010

Unit(s) Nominal As Found ln Tol Nomlnal As Left ln Tol TU TUR

0.052 o 010 >4:l

>4i I

'c

'c
'c

This lnstruftent was callb.ated uslng lnstruments Traceabls to Natlonal ,nstltute ot Siandards and Techhology.
A Tost Uft.ti!&lv Fldlo ol .l l@l a:l 6 minli.ln6d ort@_.lrEMit llaLd .rd b c.blsr.d @inc iE .rtE rd.d masee.t uEstlinty. uEri.trty lvatua(on hdudd or. cutwnr und.rl€l ard ls elolasd m .d,dsE€ ulh t E lso 1'{l& lo h. Ep.!slo. ot Um.rt hry h usri-nf iouut trr menanry repreems an rrp-6.a -*,rrrw *t r "--.s" r.d"n k=z

tRh rebl,r only lo the itm @&Bled rti. qu@i. ltElr n a b€ r6p.odr@d .E.p1h tii, -,irFd,ittt n.pr.-a ot co,rrot c*p"ny
NomirEl=Stard.ds RsdFgi A! t!i=!r.lMtrf. R..dine h T.r=h rd.6rq tarrils^...pt M R..c.. 1u.Ep€nd6d it6aM.m6.t urcqtintyr TUR:r6t (}B.tzirty RalloiAtu&F{Mq-sinl2i Mtn = As Ldt Nqri.j(Roqde.t) - rold.@, ua. as Ls[ Nqrh.{R;.rd.O + T;dae; o.leiMMrDDryy

{la f',**"^ -/*-*'Nt@l Rodrtg!6r. Oldnr ri.nalo ,,on Judi.6. T;mh.r M.naO{

Maintaining Accuracy:

I .nt .l .ll, bur q t alledod by .shs. idrp.rlt ... ttEct. .nd c.ntfi,l.thr

Recalibration:
Fo. Ldory cglbralim end re$rttEtifi trac6abt. to Naiiond to!th/r6 ol Stad*d, rd I6ctnobly 6nt.ct Conlot C.dpany

CONTROL COMPANY'12554 calvoston RD Sutto B23O Webstor TX USA 77598
Phona 281 182-1714 Fax 28.1 1A2-S1(A servlce@controt3.com wwucontrot3.com

C.rrrd Cd'p.nv k 4 lso 17o26:2@s c.rl6r.{m kborslqy la.6rltld Dy (A2t4 arai@n 
^l$ded@ 

td Lebqatory Accrodti on, c€.ri0c.t6 No. I zsiool-
Contnl Cqpdry h ISO S0O1 :1@6 QqE[ty C6r0tiod b, (nNg D.l No6t6 V..ttas, C6ni,rdr. No. CeRT-oiOOS_ZOOO eGiOUq,,r

lnt .rEliqral t&oratory A.otdlrs{on CeFrolon (LrCl - MrDd@r R@o. on A,a.s€m6. (MnA.

PaB! I ol I rc$@ L r aEirqq, t.&n.d 6acd..l coq.n, O 2oo9 cdrol conlp-y

o
Cert. No.: 4000-8609'162

Due Date NIST Traceable Refeaence

87104024
87314035

Min

25.053



CERTI FICATION OF ANA I,YSIS
O,IO PERCSNT BREATH ALCOHOL SIMALATOR SOLI]TION

ACCEPTANCE SPECIFICATIONS FOR BREATH AI,COHOL SIMULATOR SOLUTION: Ethyl alcohol concentration within, t ut
not exceeding, the mnge ofo.l 174 to 0.1246 grsms per l0O milliliters ofsolution.

MANUFACTIJRER: Drrescr Srfotv. Inc, ANALYSIS DATB: O8l24DOt7

BREATH AL,cOHoL SIMULAToR SOLUTIoN LOT NUMBER: l?zJg

Reprrcertalive samples ofthe Ebove-referenced Lot Number w€re tested by cas Chromatography and found to have a nrean ethyl alcollol
conconration range of0.1202 to 0.12t 6 grams per 100 milliliiers ofsolution.

ClrRis Clltusrrn

KIM CUADACNo

This lot ofbreath alcohol simulator solution
pursurntto N.J.A.C. l3:51-4.3, ofapproved
The manufacturer's expiration date lor this I

Sworn before me tiis ;[ day

$t*te of $etu $eraeg
Ot HCti or 1t{fi A rroRNI.:y CliNrit{,\t

DEPARTMT,NT oF LAw AND PT]DL.IC SATIj'TY

DtvtsioN 0l- StA ! ri P(x,t(ri
Posr OrncE 8ox 7&rE

w!:st TritiN'roN. NJ 0E62t-0068

(609)882"2000

(lHRtsT()t,l [iR S. P()Rt(lN(,

..lttonr!t {;rnctd

C'ot-oNEl, J()sIt' ll. |UljNt tis

S t.tnn.hha

may be utilized as a known traceable standard for the pitrpose ofconducting periodic tests,
breath tes, ioslruments (N.J.A.C. 13:51-3.5) utilized by law enforceDrent agencies ir this State
ot ofbreath alcohol simulator solurion is Ausust 0'7,2019

As Research Scientist for the Division ofstate Police, I hereby certiry and attest that lhe tests and results document€d in tlr;s Certificate of
Analysis were performed at the O{Ice ofForelsic Sciences ofthc Division ofstate Police on properly functionilB and calibrated
inshumeots and equipment. All procedures utilized are accurate, objectiva, aDd perfonned on a routine basis by permnnel within the Oflice
ofForensic Sciences, in accordance with their professional duties and responsibilitics.

/l
//'{1

Ali M. Alaouiq Ph.D.
Research Scientist
NJSP Offtce ofForensic Sciences

of A,+ ,20t7

'rtn t alcnrdtlonolly Accfttliled A gen ctl
N.v.t.t\tt tr,1d tirkl l4t\rhu .t l:.ttjiila\')

tn it & lt(\\itl lt4a. d.t Nt t\.tntk

ll0r0n

PEIEB F iIURPHY IV

Mycd[risrtm Expiros

Aulld ,.rls

M



CHR$ CllRrsrr

KIM CUADAONO

,$txle rrf $e6, $r:r*eg
Ot,r,( r ()t, I ,:AI-fi)RNct GtNl:l(^t

Dtip^taTl,tINT ot' LArv AND Purl.ta] SA|rit y
DrvasloN 0r SrArr P(r_lct

Iosr o!,r'()r B(r\ IX'3
w.sl i'rB.iloN. NJ 0862t"0068

(s0.,) llll2-2000

CHR*T{):,ll1it{ S. PoRruNfr
trlttrn() C?r$nl

CoLoNIr-.losri t 11. 11{rN r,t
St'!11:tiknl!t,t

C ENTI FICAUON O F ANA LYS IS
O.O4 PERCENT BNEATH ALCOHOL SIMALATOR SOLUTION

ACCEPTANCE SPOCIFTCATIONS FOR BREATH ALCOIIOL SIMULATOR SOLUTION: Ethyl alcohol concent ation r,vithi,1, bua
rot excaeding, tho ratrge of0.0469 to 0.0499 grams per '100 milliliters ofsolutio,].

MANUFACTURER: Draeser Safety. !ac. AIttALYStS DATE: @|29!N1X

BREATII ALCOHOL SIMULATOR SOLU?lOti LOT NUMBER: 17240

RepresentstiYe sarrples ofthe above+eforenced Lot Number were tested by Gas Chrorntography and found to have a mean ethyl alcohoi
concootraiioo range of0.0483 to 0.0489 grams per 100 milliliters ofsolution.

'l'his lot ofbreath alcohol simnlator solutioo may be utiliz€d as a knovn tracesbl€ standard for ihe purpos€ ofconducting p€riodic tests,
pursuart to N.J.A.C. 13:51-4.3, ofapproved breath 1est instruments (N.J.A.C. 13:51-3.5) utilized by law enfurcement agencies in this State
Th€ ma[ufacturer's expiration date for this lot ofbrsath alcohol simulator solutiofl is August 10,,?_019.

As Research Scientist for lhs Division ofstate Police, I heretly certiry and atlest that the tesis and results docullslrl€d in this Cedificate of
Analysis were performed at tte OfIice ofForensic Sciences ofthe Division ofstate Police on property firnctioniDg and calib.ared
ittstruments aM equipmenl. All procedur$ utilized are accurate, objective, and performed on a routine basis by penonnel ryilhin the Omce
ofForensic Scierces, in accordance with their professional duties and responsibilities_

Ali M. Alaouie, Ph.D.
Research Scientist
NJSP OIIice ofForensic Sciences

&.,*rl*t ,2017 .Sworn to aod subscribed before

YE IZABETH MCLAUGHLIN

me tfiis3ClL dav of

-\', r41i .!t-z

",4tt tnterr(tlo all.r Acctclilcl Sgcttc)i,

y.tr .l!r*\' 1\ l, litun OUMtnd 
'j 

rrllri$
lrxt .) ., ttaykn h,it a,n kt\\rlaht-

MA
tD * 2052190

''IOTABY 
PUBLIC

STATE OF NEW JERSEY
l{y Commission Expkes D6c. ,4, 20lg

ll0]t0t

W



CIIRN CHt$'nn

KIM CUADACNo

Sworn to subscribed before me this -!j* day of

$tatc of $eto $rr'*cg
Otr.lcE or,'rHs ATToRNEY CENITR^1.

DDPAR] MtNl'or, LAw AND PI.,RL[] SAt'[ ry
DtvtstoN o[ STATE Por t(.Il

PosT OfFrcE Box ?068

wEsl TrENroN. NJ 086?ttn)68

{609) 882-2000

R€search Scientisa
NrSP Offico ofForensic Sciences

C[RtsToPl lr]r( S. PottRrNr)

Atton.\'t;.n.nl

CoLoNEl. Josr nrR- I:lr:Nir:s
St,rp)it)t.tftlent

C ERTIIilCATION O F A NA LYS $
O,O8 PERCENT BREATH AI,COHOL SIMULATOR SOLATION

ACCEPTANCE SPtrCIFICAT|ONS FOR BREATH AIfOHOL SIMULATOR SOLUTION: Ethyl alcohol concentration wilhin, bu1

not exceeding, the range of0.0939 to 0.0997 grams per 100 millilitsrs ofsolution.

MANU TACTURER: gts9reI-sa]'e!61Ig. ANALYSIS DATtr: 09107 n0l7

BREATH ALC0HoL SIMULATOR SOLUTION LOT NUMBER: I72s0

Represontaliy€ samples ofthe above-rcferenced Lot Number wsre tested by Gas Chromatog.aphy and found to have a mern ethyl alcohol
conaentration range of0.0963 to 0.0973 grams per 100 milliliters ofsolutio!.

This lot ofbreath alcohol simulator solution may be utilized as a knovrn traceable sta,rdard for the purpose ofconducting periodic tests,
puNusnt to N.J.A.C. l3:51-4.3, ofapproved breath test instruments (N.J.A.C. l3:51-3.5) utilized by law enforcement agencies ir this State.
The manufacturer's expiration da& for lhis lot of breath alcohol simulator solutiot is August I 5. 2019.

As Rescarch ScientisJ for the Diyision of Sta& Polico, I h€reby certiry and attest that the lests and results documented in this Ccdificate of
Analysis were performed at the Office ofForensic Sciences ofthe Division ofstate Police on properly functioning and calibrared
insttuments and equipment. All procedur€s utilized a.e accurate, objectiv€, and performed on a routine basis by personnel within the Office
ofForensic Sciences, in accordance with their professiirna! duties and responribilities.

M.' aouie, Ph.D

bt, 2017
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CERTI FICA?ION OF ANALYSIS
0,T6 PERCENT AREATH ALCOHOL SIMULATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR BREATH ALCOSOL SIMULATOR SOLUTION: Ethyl alcohol concentration withirl, but
not exceedin& the range of0.l87E to 0.1994 grams per 100 millililers ofsolutior.

MANU F ACTU RER: D.I4ggg&&!L.l!.s ANALYSIS DATIl: {91t2t2017

BREATH ALCOHOL SIMULATOR SOLUTION LOT NUMBER: 17260

Represe[tative samples of the above-refereuced Lot Number were testod by Gas Chromatography and fouad to have a mean clhyl alcohol
co[centmaion range of 0.1937 to 0,1957 grams per 100 milliliter of solution.

This lot ofbreath alcohol simulator solulion may be utilized as 6 known tracsable slandard fbr the purpose ofconductitg periodic tesls,
pursuant to N.J A.C. l3:5 I -4.3, of approved breath tes! instruments (N.JA.C. I 3:5 l-3.5) utilized by law enforcement agencies in this Slate
The manufacturer's gxpi ratio[ dato for this lot ofbreath alcohol simulator solution is Augusl?-l, 2019

As R€search Scientist for the Division of State Police, I hereby ce iry aod aftest that the tests and results documented io this Cerlificate of
Analysis were performed at th€ Office ofForensic Sciences ofthe Division ofSlalc Police on properly firnctioning 8nd calibrated
instruments and equipment. All procedures utilized are accurate, objeclive, and performed on a routine basis by personnel within the Olfice
ofForensic Sciences, in accordance with their professional duties and responsitrilities.
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Research Scientist
NJSP Office ofForensic Sciences
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CERTI F ICATION O F ANA LYS $
O.1O PERCENT BREATH ALCOHOL SIMUI,ATOR SOLUTION

ACCEPTANCE SPECIFICATIONS FOR EREATH ALOOHOL SIMULATOR SOLUTION: Ethyl alcohol
concenlntion withir, but not exceeding, the range of 0.1 l?4 to 0.1246 gr arns per 100 milliliters of solution.

MANUtrACTURER: Drecser Ssfetv. lnc. ANALYSIS DATE: 04l04D0lE

BREATH ALCOHOL SIMULATOR SOLUTION LOT N(JMBER: 18!90

Represenlative samples ofth€ above-referenced Lot Numb€r were tcsted by Gas Chromatography asd found to have

a mean ethyl alcohol conc€ntration range of0.l2l5 to 0.1228 grsms per 100 milliliters ofsolution.

This tot ofbrcath alcohol simulator solution mry be utilized as a known haceable standard fol thc purpose of
conducting periodic tests, pursuant to N.J.A.C. l3:5 l-4.3, of approved breath test instruments (N.J.A.C. l3:5 I -3.5)

utilized by law enforcement agencies in this State. The manufactuier's expiration date for this lot ofbreath alcohol

simulator solution is March 13. 2020.

As Research Scientist for the Division ot State Police, I hereby ceftiry and attest that the tests aDd results
documented in this Cenificate ofAmlysis wero performed at the Officc of Forensic Sciences ofthe Division of
Slate Polic€ on piop€rly functioning atrd calibrated inslrumonts and equiprlent. All procedures utilizsd are accurate,

objective, and performed on a routine basis by personnel within the Office ofForensic Sciences, in accordance with
their professional duties and responsibilities.

Ali M. Alaouie, Ph.D.
Research Scientist
NJSP Oflice of Forensic Sciences

S uetore me ttris -{&y of , 2018
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DrdBer

Simulator

CERTIFICATE OF ACCURACY
This Certificate ofAccuracy verifies that the specified unit has been examined and
found to be in compliance with National Highway and Traffic Safety Administration

regulations for devices used to callbrate-Evidential Breath iesters.
(F.R. Vot. 59 No.249 12l19/94 Notices)

Draeger, lnc.

o Model:MARK llA
O Other:

Model:ALCOTEST CU34

DDunt E3-o

Re-Certification Due Date:

q-b-/g
Certification Date:

?b-/ (y
6

Technician:

(o)reD

reD rcD rcD

Dd8er
Alcotest 7110 Temperature Probe

CERTIFICATE OF ACCURACY
This is to certify that theAlcotest 7110 Temperature Probe has been tested for accuracy with

with instrumentation that is traceable to the Natiorral lnstitute of Standards and Technology (NIST)
The manufacturer recommends accuracy verificr,tion of the Temperature Probe within 12 months

of the certification date below, or soonei. according to your state's speciflcations.
For accurate temperature readings, the probL, value on this certificate, noted below, musl

be programmed intc the Alcotest 71'10

Serial Number Temp Probe:

D)u\Pa-t +3 Q-: -tK_
Probe Value:

Certilication Date: Next Certification Due:

1.9- Drar:gsy, In6. b

a@

Serial Number:

q-


